Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01042 Calib. Date: 11/16/2011 Calib. No.: 00019
Certification File No.: 01043 Cert. Date: 11/16/2011 Cert. No.: 00013
Linearity File No.: 01044 Lin. Date: 11/16/2011 Lin. No.: 00013
Solution File No.: 01079 Soln. Date: 01/21/2012 Soln. No.: 00136
Sequential File No.: 01079 File Date:  01/21/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 0384
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 07:10S
Control 1 EC 0.101% 07:108 34.0°C ##k TEST PASSED *¥%
Control 1 IR 0.100% 07:108 34.0°C dk TEST PASSED #%*
Ambient Air Blank 0.000% 07:11S
Control 2 EC 0.099% 07:128 34.0°C #dck TEST PASSED deiek
Control 2 TR 0.100% 07:128 34.0°C *d* TEST PASSED 4k
Ambient Air Blank 0.000% 07:128
Control 3 EC 0.099% 07:138 34.0°C ##k TEST PASSED %%
Control 3 IR 0.099% 07:138 34.0°C ¥4k TEST PASSED *¥*
Ambient Air Blank 0.000% 07:14S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01042 Calib. Date: 11/16/2011 Calib. No.: 00019
Certification File No.: 01043 Cert. Date; 11/16/2011 Cert. No.: 00013
Linearity File No.: 01044 Lin. Date: 11/16/2011 Lin. No.: 00013
Solution File No.: 01092 Soln. Date: 02/15/2012 Soln. No.: 00137
Sequential File No.: 01092 File Date:  02/15/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 10L084 Bottle No.: 0385
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:245
Control 1 EC 0.100% 08:24S 34.0°C Hkk TEST PASSED %
Control 1 IR 0.100% 08:24S 34.0°C sk TEST PASSED *#:*
Ambient Air Blank 0.000% 08:258
Control 2 EC 0.098% 08:265 34.0°C #k TEST PASSED *#k
Control 2 IR 0.098% 08:265 34.0°C *x*k TEST PASSED *#%
Ambient Air Blank 0.000% 08:26S
Control 3 EC 0.098% 08:27S 34.0°C *#% TEST PASSED *#k
Control 3 IR 0.099% 08:27S 34.0°C ##k TEST PASSED ¥
Ambient Air Blank 0.000% 08:28S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: :
Last Name: DELL BENI First Name: JOSEPH MI: M
N, 2 f 5. - Badge No.: 543
Signature: ¥ 1 4 Far il (5//1'{;4 511,5 Date: 02/15/2012
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01042 Calib. Date: 11/16/2011 Calib. No.: 00019
Certification File No.: 01043 Cert. Date: 11/16/2011 Cert. No.: 00013
Linearity File No.: 01044 Lin. Date: 11/16/2011 Lin. No.: 00013
Solution File No.: 01103 Soln. Date: 03/09/2012 Soln. No.: 00138
Sequential File No.: 01103 File Date:  03/09/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF §3-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 : Bottle No.: 0400
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:178
Control 1 EC 0.100% 15:18S8 34.0°C ##k+k TEST PASSED %%
Control 1 IR 0.099% 15:18S 34.0°C *4% TEST PASSED ##:*
Ambient Air Blank 0.000% 15:18S5
Control 2 EC 0.099% 15:198 34.0°C #kk TEST PASSED *%#%
Control 2 IR 0.100% 15:198 34.0°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 15:208
Control 3 EC 0.100% 15:208 34.0°C #k# TEST PASSED %3k
Control 3 IR 0.100% 15:208 34.0°C #kt TEST PASSED *#*
Ambient Air Blank . 0.000% 15:218

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENL First Name: JOSEPH MI: M
N ' Badge No.: 543
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020
Certification File No.: 01115 Cert. Date: 04/03/2012 Cert. No.: 00014
Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014
Solution File No.: 01117 Soln. Date: 04/03/2012 Soln. No.: 00139
Sequential File No.: 01117 File Date:  04/03/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 0397
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:12D
Control 1 EC 0.101% 12:13D 34.0°C ##4k TEST PASSED ##%
Control 1 IR 0.100% 12:13D 34.0°C #4# TEST PASSED 3k
Ambient Air Blank 0.000% 12:13D
Control 2 EC 0.101% 12:14D 34.0°C #x% TEST PASSED ###
Control 2 IR 0.100% 12:14D 34.0°C ##% TEST PASSED %
Ambient Air Blank 0.000% 12:14D
Control 3 EC 0.101% 12:15D 34.0°C sk TEST PASSED i
Control 3 IR 0.101% 12:15D 34.0°C #%% TEST PASSED ###
Ambient Air Blank 0.000% 12:16D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
* Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020
Certification File No.: 01115 Cert. Date: 04/03/2012 Cert. No.: 00014
Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014
Solution File No.: 01126 Soln. Date: 04/30/2012 Soln. No.: 00140
Sequential File No.: 01126 File Date:  04/30/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 0396
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:13D
Control 1 EC 0.100% 23:13D 34.0°C #kk TEST PASSED %%
Control 1 IR 0.100% 23:13D 34.0°C ##* TEST PASSED ***
Ambient Air Blank 0.000% 23:14D
Control 2 EC 0.099% 23:15D 34.0°C ##k TEST PASSED %%
Control 2 IR 0.099% 23:15D 34.0°C #4 TEST PASSED %%
Ambient Air Blank 0.000% 23:15D
Control 3 EC 0.099% 23:16D 34.0°C #ik TEST PASSED %%
Control 3 IR 0.100% 23:16D 34.0°C #dek TEST PASSED %
Ambient Air Blank 0.000% 23:16D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI - First Name: JOSEPH MI: M
<
/ - Badge No.: 543
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Calibrating Unit
New Standard Soluticn Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020
Certification File No.: 01115 Cert. Date: 04/03/2012 Cert. No.: 00014
Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014
Solution File No.: 01138 Soln. Date: 05/21/2012 Soln. No.: 00141
Sequential File No.: 01138 File Date:  05/21/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 0390
Function Result Time Temperature Comment(s)
%BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:10D
Control 1 EC 0.101% 15:10D 34.0°C #x%k TEST PASSED
Control 1 IR 0.100% 15:10D 34.0°C *x% TEST PASSED *#%
Ambient Air Blank 0.000% 15:11D
Control 2 EC 0.100% 15:11D 34.0°C #8 TEST PASSED ek
Control 2 IR 0.100% 15:11D 34.0°C #ik TEST PASSED ##%
Ambient Air Blank 0.000% 15:12D
Control 3 EC 0.100% 15:13D 34.0°C F4%k TEST PASSED ###
Control 3 IR 0.100% 15:13D 34.0°C #%%k TEST PASSED #3##
Ambient Air Blank 0.000% 15:13D

All tests within acceptable tolerance.

L

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M

5 o Badge No.: 543
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005

Location: PLAINSBORO TOWNSHIP PD

Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020

Certification File No.: 01115 Cert. Date:  04/03/2012 Cert. No.: 00014

Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014

Solution File No.: 01150 Soln. Date: 06/19/2012 Soln. No.: 00142

Sequential File No.: 01150 File Date:  06/19/2012

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065

Control Solution %:  0.100% Expires:  12/16/2012

Solution Control Lot:  10L084 Bottle No.: 0393

Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 09:47D

Control 1 EC 0.101% 09:47D 34.0°C #3% TEST PASSED ##%

Control 1 IR - 0.100% 09:47D 34.0°C skk TEST PASSED %

Ambient Air Blank 0.000% 09:48D

Control 2 EC 0.099% 09:49D 34.0°C #4k TEST PASSED *%:%

Control 2 IR 0.099% 09:49D 34.0°C dk TEST PASSED ek

Ambient Air Blank 0.000% 09:49D

Control 3 EC 0.100% 09:50D 34,0°C #4% TEST PASSED %%

Control 3 IR 0.100% 09:50D 34.0°C #ick TEST PASSED sk

Ambient Air Blank 0.000% 09:50D

All tests within acceptable tolerance. y

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI First Name: JOSEPH MI: M
. G - Badge No.: 543
Signature: %s,—'ll f.',;/__,g,.;, ‘{’\ Q{é’f&x Date: 06/19/2012
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020
Certification File No.: 01115 Cert. Date: 04/03/2012 Cert. No.: 00014
Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014
Solution File No.: 01162 Soln. Date: 07/11/2012 Soln. No.: 00143
Sequential File No.: 01162 File Date:  07/11/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF 83-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot:  10L084 Bottle No.: 0399
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 07:53D
Control 1 EC 0.099% 07:53D 34.0°C #ick TEST PASSED ok
Control 1 IR 0.100% 07:53D 34.0°C ##%% TEST PASSED #*#%
Ambient Air Blank 0.000% 07:54D
Control 2 EC 0.098% 07:54D 34.0°C #xk TEST PASSED ik
Control 2 IR 0.100% 07:54D 34.0°C #4% TEST PASSED ik
Ambient Air Blank 0.000% 07:55D
Control 3 EC 0.099% 07:56D 34.0°C Ak TEST PASSED ##*
Control 3 IR 0.099% 07:56D 34.0°C #dk TEST PASSED ###
Ambient Air Blank 0.000% 07:56D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M
o /) Badge No.; 543
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C - Serial No.: ARTL-0005
Location: _ PLAINSBORO TOWNSHIP PD _
Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020

- Certification File No.: 0115 Cert. Date: 04/03/2012 = Cert. No.: 00014
Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014
Solution File No.: 01163 . Soln. Date: 07/11/2012 Soln. No.: 00144
Sequential File No.: 01163 ;  File Date:  07/11/2012
Calibrating Unit: WET " Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% ; _ Expires:  12/16/2012
Solution Control Lot: 10L084 ’ Bottle No.: 0395
Function ; Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 13:52D
‘Control 1 EC 0.101% 13:52D 34.1°C #*x TEST PASSED ##*
Control 1 IR 0.101% 13:52D 34.1°C #4x TEST PASSED 3%
Ambient Air Blank 0.000% 13:53D
Control 2EC 0.100% 13:54D 34.1°C **x TEST PASSED *##%
Control 2 IR 0.101% 13:54D 34.1°C #4k TEST PASSED ek
Ambient Air Blank 0.000% 13:54D o
Control 3 EC : 0.100% 13:55D 34.1°C #4k TEST PASSED *#3*
Control 3 IR 0.101% 13:55D 34.1°C ##kk TEST PASSED ***
Ambient Air Blank 0.000% 13:55D B

'All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with

Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist. @
— = i . =
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Changed By

Last Name: ALVES : _ First Name: MICHELLE MI: L
Badge No.: 6040 '

L/ AT #@OL{U Date:  07/11/2012
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020
Certification File No.: 01115 Cert. Date: 04/03/2012 Cert. No.: 00014
Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014
Solution File No.: 01174 Soln. Date: 08/03/2012 Soln. No.: 00145
Sequential File No.: 01174 File Date:  08/03/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 0391
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s) -
Ambient Air Blank 0.000% 11:35D
Control 1 EC 0.100% 11:35D 34.1°C *#% TEST PASSED #%*
Control 1 IR 0.100% 11:35D 34.1°C ook TEST PASSED k%
Ambient Air Blank 0.000% 11:36D
Control 2 EC 0.100% 11:36D 34.1°C *#% TEST PASSED #%*
Control 2 IR 0.100% 11:36D 34.1°C #%% TEST PASSED %%
Ambient Air Blank 0.000% 11:37D
Control 3 EC 0.100% 11:38D 34.1°C #iok TEST PASSED %%
Control 3 IR 0.100% 11:38D 34.1°C ' ##% TEST PASSED #%:*
Ambient Air Blank 0.000% 11:38D

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M

- Badge No.: 543
Signature: 'ﬂfaf 41“‘[/7 ’Q ///’ L7 5 'f} theg:e ° 08/03/2012
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01114 Calib. Date: 04/03/2012 Calib. No.: 00020
Certification File No.: 01115 Cert. Date: 04/03/2012 Cert. No.: 00014
Linearity File No.: 01116 Lin. Date:  04/03/2012 Lin. No.: 00014
Solution File No.: 01180 Soln. Date: 08/24/2012 Soln. No.: 00146
Sequential File No.: 01180 File Date:  08/24/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 _ Bottle No.: 0386
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:34D
Control 1 EC 0.100% 09:34D 34.1°C #ik TEST PASSED %%
Control 1 IR 0.100% 09:34D 34.1°C #x% TEST PASSED k%
Ambient Air Blank 0.000% 09:35D
Control 2 EC 0.099% 09:35D 34.1°C ##* TEST PASSED
Control 2 IR 0.100% 09:35D 34.1°C *%% TEST PASSED ###
Ambient Air Blank 0.000% 09:36D
Control 3 EC 0.099% 09:36D 34.1°C *¥%k TEST PASSED %%
Control 3 IR 0.100% 09:36D 34.1°C #+% TEST PASSED %
Ambient Air Blank 0.000% 09:37D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M

Badge No.: 543
Signature: p‘f’ \ W\ W@ Date: 08/24/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01186 Calib. Date: 09/05/2012 Calib. No.: 00021
Certification File No.: 01187 Cert. Date: 09/05/2012 Cert. No.: 00015

" Linearity File No.: 01188 Lin. Date:  09/05/2012 Lin. No.: 00015
Solution File No.: 01189 Soln. Date: 09/05/2012 Soln. No.: 00147
Sequential File No.: 01189 File Date:  09/05/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 ' Bottle No.: 0398
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) . or Error(s)

Ambient Air Blank ’ 0.000% 11:40D
Control 1 EC 0.100% 11:40D 34.1°C ##k TEST PASSED *###
Control 1 IR 0.099% 11:40D 34.1°C #4k TEST PASSED *#%%
Ambient Air Blank 0.000% 11:41D
Control 2 EC 0.100% 11:42D 34.1°C *ix TEST PASSED %%
Control 2 IR 0.099% 11:42D 34.1°C ##% TEST PASSED *%%
Ambient Air Blank 0.000% 11:42D . :
Control 3 EC 0.100% 11:43D 34.1°C *#% TEST PASSED *%%
Control 3 IR . 0.100% 11:43D 34.1°C *#% TEST PASSED %
Ambient Air Blank 0.000% 11:43D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

IM&U«ML?&% Su,a. !Uumgar bbSPP; 0396@

Changed By: _
Last Name: GONCALVES . ’ First Name; MICHELLE "MIL: L
Badge No.: 6040

Signature: ‘M ,g/m 74‘@ @) (/5 Date: 09/05/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01186 Calib. Date: 09/05/2012 Calib. No.: 00021
Certification File No.: 01187 Cert. Date:  09/05/2012 Cert. No.: 00015
Linearity File No.: 01188 Lin. Date: 09/05/2012 Lin. No.: 00015
Solution File No.: 01200 Soln. Date: 09/27/2012 Soln. No.: 00148
Sequential File No.: 01200 File Date:  09/27/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires: 12/16/2012
Solution Control Lot:  10L084 Bottle No.: 0387
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:51D
Control 1 EC 0.100% 14:51D 34.1°C *#x TEST PASSED *%*
Control 1 IR 0.100% 14:51D 34.1°C #4* TEST PASSED %
Ambient Air Blank 0.000% 14:52D
Control 2 EC 0.099% 14:53D 34.1°C *4% TEST PASSED %
Control 2 IR 0.100% 14:53D 34.1°C ¥4k TEST PASSED ¥
Ambient Air Blank 0.000% 14:53D
Control 3 EC 0.099% 14:54D 34.1°C #k% TEST PASSED %
Control 3 IR 0.099% 14:54D 34.1°C #ikk TEST PASSED %%
Ambient Air Blank 0.000% 14:54D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M
Badge No.: 543

Signature: -p\/\ //R/;,,,’AQ%U 54 ’) Date: 09/27/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01186 Calib. Date: 09/05/2012 Calib. No.: 00021
Certification File No.: 01187 Cert. Date: 09/05/2012 Cert. No.: 00015
Linearity File No.: 01188 Lin. Date:  09/05/2012 Lin. No.: 00015
Solution File No.: 01213 Soln. Date: 10/22/2012 Soln. No.: 00149
Sequential File No.: 01213 File Date:  10/22/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 10L084 Bottle No.: 0394
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:07D
Control 1 EC 0.099% 10:08D 34.1°C *¥% TEST PASSED #k*
Control 1 IR 0.100% 10:08D 34.1°C F*% TEST PASSED *¥%
Ambient Air Blank 0.000% 10:08D
Control 2 EC 0.098% 10:09D 34.1°C ###k TEST PASSED %
Control 2 IR 0.100% 10:09D 34.1°C ##% TEST PASSED **¥
Ambient Air Blank 0.000% 10:09D
Control 3 EC 0.099% 10:10D 34.1°C #4% TEST PASSED %
Control 3 IR 0.099% 10:10D 34.1°C ##k TEST PASSED #%%
Ambient Air Blank 0.000% 10:11D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M
Badge No.: 543

Signature: V}-f ;m ;}M/ QM - “y g 3 Date: 10/22/2012
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01186 Calib. Date: 09/05/2012 Calib. No.: 00021
Certification File No.: 01187 Cert. Date: 09/05/2012 Cert. No.: 00015
Linearity File No.: 01188 Lin. Date: 09/05/2012 Lin. No.: 00015
Solution File No.: 01218 Soln. Date: 11/16/2012 Soln. No.: 00150
Sequential File No.: 01218 File Date:  11/16/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 10L084 Bottle No.: 0389
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:46S
Control 1 EC 0.100% 10:478 34.1°C *k TEST PASSED %%
Control 1 IR 0.100% 10:47S 34.1°C #** TEST PASSED k¥
Ambient Air Blank 0.000% 10:47S
Control 2 EC 0.099% 10:48S 34.1°C wkk TEST PASSED %%
Control 2 IR 0.100% 10:48S 34.1°C *kk TEST PASSED %
Ambient Air Blank 0.000% 10:498
Control 3 EC 0.099% 10:49S 34.1°C *4* TEST PASSED #*%
Control 3 IR 0.099% 10:49S 34.1°C #kk TEST PASSED #%k
Ambient Air Blank 0.000% 10:508

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DEL.L BENI First Name: JOSEPH MI: M
4 e Badge No.: 543
Signature: ;gf! /M@%ﬂ Sl 4. 593 Date:  11/16/2012
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01186 Calib, Date: 09/05/2012 Calib. No.: 00021
Certification File No.: 01187 Cert. Date: 09/05/2012 Cert. No.: 00015
Linearity File No.: 01188 Lin. Date:  09/05/2012 Lin. No.: 00015
Solution File No.: 01228 Soln. Date: 12/10/2012 Soln. No.: 00151
Sequential File No.: 01228 File Date:  12/10/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  09/13/2014
Solution Control Lot: 121107 Bottle No.: 0926
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:30S
Control 1 EC 0.099% 18:318 34.1°C *#% TEST PASSED ###
Control 1 IR 0.099% 18:318 34.1°C ##*k TEST PASSED %
Ambient Air Blank 0.000% 18:328
Control 2 EC 0.097% 18:328 34.1°C ##%% TEST PASSED %
Control 2 IR 0.099% 18:328 34.1°C ##4 TEST PASSED *#%
Ambient Air Blank 0.000% 18:338
Control 3 EC 0.098% 18:345 34.1°C #** TEST PASSED ###
Control 3 IR 0.099% 18:348 34.1°C ##% TEST PASSED #¥%
Ambient Air Blank 0.000% 18:348

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M
S/ 7 Badge No.: 543
ks P rd s
signawre: £ e St e S9 D Date: 12/10/2012
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01235 Calib. Date: 12/27/2012 Calib. No.: 00022

. Certification File No.: 01236 Cert. Date:  12/27/2012 Cert. No.: 00016
Linearity File No.: 01237 Lin, Date: 12/27/2012 Lin. No.: 00016
Solution File No.: 01238 Soln. Date: 12/27/2012 Soln. No.: 00152
Sequential File No.: 01238 File Date:  12/27/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% : Expires:  09/13/2014
Solution Control Lot: 121107 . Bottle No.: 0931
Function Result Time Temperature Comment(s)

‘ %BAC HH:MM  Simulator (°C) - or Error(s)

Ambiént Air Blank 0.000% 15:048
Control 1 EC 0.101% 15:048 34.0°C #kk TEST PASSED #**
Control 1 IR 0.101% 15:048 34.0°C ##k TEST PASSED *#%
Ambient Air Blank 0.000% 15:058
Control 2 EC 0.100% 15:06S 34.0°C ¥k TEST PASSED k%
Control 2 IR 0.100% 15:068 34.0°C ##+% TEST PASSED #**
Ambient Air Blank 0.000%  15:06S : '
Control 3 EC 0.099% 15:078 34.0°C *xk TEST PASSED ##%
Control 3 IR - 0.100% 15:078 34.0°C #id TEST PASSED #%*
Ambient Air Blank 0.000% 15:08S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLU,TI.ON" in acordanée with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist. -

| € Q’Ua—!‘ura_rpf%gf, LS'ZH q [ Numéif %D Ujpr} / L/V @

Changecf By: _ ;
Last Name: GONCALVES ) ] First Name: MICHELLE ‘MI: L

: . B : . Badge No.: 6040
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