Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01396 Calib. Date: 11/05/2013 Calib. No.: 00024
Certification File No.: 01397 Cert. Date: 11/05/2013 Cert. No.: 00018
Linearity File No.: 01398 Lin. Date:  11/05/2013 Lin. No.: 00018
Solution File No.: 01428 Soln. Date: 01/09/2014 Soln. No.: 00169
Sequential File No.: 01428 File Date:  01/09/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0064
Control Solution %:  0.100% Expires:  09/13/2014
Solution Control Lot: 121107 Bottle No.: 0944
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:328
Control 1 EC 0.101% 15:338 34.0°C ##% TEST PASSED *#*
Control 1 IR 0.098% 15:338 34.0°C #4k TEST PASSED %
Ambient Air Blank 0.000% 15:338
Control 2 EC 0.098% 15:34S 34.0°C *#k TEST PASSED s
Control 2 IR 0.099% 15:34S 34.0°C #¥% TEST PASSED #%¥%
Ambient Air Blank 0.000% 15:358
Control 3 EC 0.098% 15:358 34.0°C ##% TEST PASSED %k
Control 3 IR 0.098% 15:358 34.0°C *x% TEST PASSED
Ambient Air Blank 0.000% 15:368

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANKQW SKI First Name: JOSEPH MI: E
" - Badge No.: 714
Signature: ¢ H rr/b( Date: 01/09/2014
N



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01396 Calib. Date: 11/05/2013 Calib. No.: 00024
Certification File No.: 01397 Cert. Date: 11/05/2013 Cert. No.: 00018
Linearity File No.: 01398 Lin. Date: 11/05/2013 Lin. No.: 00018
Solution File No.: 01434 Soln. Date: 01/25/2014 Soln. No.: 00170
Sequential File No.: 01434 File Date:  01/25/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0064
Control Solution %:  0.100% Expires:  09/13/2014
Solution Control Lot: 121107 Bottle No.: 0945
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:508
Control 1 EC 0.099% 20:508 34.0°C #*x% TEST PASSED *#%*
Control 1 IR 0.098% 20:50S 34.0°C ##% TEST PASSED #%#
Ambient Air Blank 0.000% 20:518
Control 2 EC 0.097% 20:528 34.0°C #%% TEST PASSED *#%
Control 2 IR 0.098% 20:528 34.0°C #4% TEST PASSED %%
Ambient Air Blank 0.000% 20:538
Control 3 EC 0.097% 20:538 34.0°C #%% TEST PASSED *#:*
Control 3 IR 0.098% 20:538 34.0°C ##% TEST PASSED *%¥#
Ambient Air Blank 0.000% 20:548

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M

] / . Badge No.: 543
Signature: [:,'/) ]/74/,’,4 }(/ﬁ\ Date: 01/25/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01396 Calib. Date: 11/05/2013 Calib. No.: 00024
Certification File No.: 01397 Cert. Date: 11/05/2013 Cert. No.: 00018
Linearity File No.: 01398 Lin. Date:  11/05/2013 Lin. No.: 00018
Solution File No.: 01441 Soln. Date: 02/15/2014 Soln. No.: 00171
Sequential File No.: 01441 File Date:  02/15/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  09/13/2014
Solution Control Lot: 121107 Bottle No.: 0946
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:108
Control 1 EC 0.100% 14:118 34.0°C *%k TEST PASSED ##:#
Control 1 IR 0.099% 14:118 34.0°C #4k TEST PASSED %%
Ambient Air Blank 0.000% 14:128
Control 2 EC 0.096% 14:128 34.0°C **% TEST PASSED ###
Control 2 IR 0.100% 14:128 34.0°C ##*% TEST PASSED #%%
Ambient Air Blank 0.000% 14:13S
Control 3 EC 0.098% 14:148 34.0°C *kk TEST PASSED ###%
Control 3 IR 0.098% 14:148 34.0°C ##% TEST PASSED *#%
Ambient Air Blank 0.000% 14:158

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANK(K}?VSKI First Name: JOSEPH ML E
= | Badge No.: 714
Signature: T A Q #9144 | Date: 02/15/2014
T




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01445 Calib, Date: 02/27/2014 Calib. No.: 00025
Certification File No.: 01446 Cert. Date: 02/27/2014 Cert. No.: 00019
Linearity File No.: 01447 Lin, Date: 02/27/2014 Lin. No.: 00019
Solution File No.: 01448 Soln. Date: 02/27/2014 Soln. No.: 00172
Sequential File No.: 01448 File Date:  02/27/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0064
Control Solution %:  0.100% Expires:  09/13/2014
Solution Control Lot: 121107 Bottle No.: 0947
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:05S
Control 1 EC 0.099% 10:058 34.0°C *¥+¥ TEST PASSED **%*
Control 1 IR 0.100% 10:058 34.0°C *+* TEST PASSED **%
Ambient Air Blank 0.000% 10:06S
Control 2 EC 0.097% 10:07S 34.0°C *** TEST PASSED ***
Control 2 IR 0.099% 10:078 34.0°C *¥x TEST PASSED *+¥*
Ambient Air Blank 0.000% 10:088
Control 3 EC 0.097% 10:088 34.0°C *¥*k TEST PASSED ***
Control 3 IR 0.098% 10:08S8 34.0°C *** TEST PASSED *+**
Ambient Air Blank 0.000% 10:098

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number: NN.S F p 2~ 03 ?‘ m
Changed By:

Last Name: SNYDER First Name: THOMAS MI: J.
— Badge No.: 5792
Signature: a4, ~J / #5792 Date: 02/27/2014




Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C

Calibrating Unit
New Standard Solution Report

PLAINSBORO TOWNSHIP PD
Calib. Date: 04/16/2014
Cert. Date: 04/16/2014
Lin. Date: 04/16/2014
Soln. Date: 04/16/2014
File Date: 04/16/2014

01453

01454

01455

01456

01456

WET

0.100%

121107
Result
%BAC
0.000%
0.099%
0.100%
0.000%
0.099%
0.100%
0.000%
0.099%
0.100%
0.000%

All tests within acceptable tolerance.

Model No.: CU-34

Time

Temperature

HH:MM Simulator (°C)

12:59D
12:59D
12:59D
13:00D
13:00D
13:00D
13:01D
13:01D
13:01D
13:02D

34.0°C
34.0°C

34.0°C
34.0°C

34.0°C
34.0°C

Serial No.: ARTL-0005

Calib. No.: 00027
Cert. No.: 00020
Lin. No.: 00020
Soln. No.: 00174

Serial No.: DDUF S3-0064

Expires:  09/13/2014
Bottle No.: (0948

Comment(s)
or Error(s)

**% TEST PASSED #:#

#%k TEST PASSED ##+

#k TEST PASSED #¥%
#k TEST PASSED %

#%% TEST PASSED #¥*
#oik TEST PASSED k%

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number:

Changed By:

Last Name: GONCALVES

First Name: MICHELLE

A6 oo

o2/ -
/

DDSF P - 0396 @ |
N

Badge No.: 6040
Date: 04/16/2014

MI: L



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01453 Calib. Date: 04/16/2014 Calib. No.: 00027
Certification File No.: 01454 Cert. Date: 04/16/2014 Cert. No.: 00020
Linearity File No.: 01455 Lin. Date: 04/16/2014 Lin. No.: 00020
Solution File No.: 01464 Soln. Date: 05/14/2014 Soln. No.: 00175
Sequential File No.: 01464 File Date:  05/14/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  09/13/2014
Solution Control Lot: 121107 Bottle No.: 0949
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:42D
Control 1 EC 0.099% 13:42D 34.0°C #%# TEST PASSED #%*
Control 1 IR 0.099% 13:42D 34.0°C #*kt TEST PASSED *#*
Ambient Air Blank 0.000% 13:43D
Control 2 EC 0.099% 13:44D 34.0°C ##% TEST PASSED *%¥%
Control 2 IR 0.099% 13:44D 34.0°C *#x TEST PASSED *%%
Ambient Air Blank 0.000% 13:44D
Control 3 EC 0.099% 13:45D 34.0°C ##*% TEST PASSED ##*
Control 3 IR 0.098% 13:45D 34.0°C *¥% TEST PASSED #%#*
Ambient Air Blank 0.000% 13:45D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANKOQWSKI ‘\ First Name: JOSEPH MI: E
- 1 \ E Badge No.: 714
Signature: YUY 11 Uy Date: 05/14/2014
O

\




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01453 Calib. Date: 04/16/2014 Calib. No.: 00027
Certification File No.: 01454 Cert. Date: 04/16/2014 Cert. No.: 00020
Linearity File No.: 01455 Lin. Date: 04/16/2014 Lin. No.: 00020
Solution File No.: 01472 Soln. Date: 06/05/2014 Soln. No.: 00176
Sequential File No.: 01472 File Date:  06/05/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  09/13/2014
Solution Control Lot: 121107 Bottle No.: 0950
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:36D
Control 1 EC 0.098% 10:37D 34.0°C ¥4k TEST PASSED %%
Control 1 IR 0.100% 10:37D 34.0°C ##x%k TEST PASSED *%%
Ambient Air Blank 0.000% 10:37D
Control 2 EC 0.099% 10:38D 34.0°C ##% TEST PASSED %%
Control 2 IR 0.100% 10:38D 34.0°C *¥+% TEST PASSED *¥*
Ambient Air Blank 0.000% 10:38D
Control 3 EC 0.099% 10:39D 34.0°C ##k TEST PASSED ##*
Control 3 IR 0.100% 10:39D 34.0°C *+% TEST PASSED *%%
Ambient Air Blank 0.000% 10:40D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANKQWS First Name: JOSEPH MI: E
A Badge No.: 714
Signature: ¢ EAL! Date: 06/05/2014

N




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01453 Calib. Date: 04/16/2014 Calib. No.: 00027
Certification File No.: 01454 Cert. Date: 04/16/2014 Cert. No.: 00020
Linearity File No.: 01455 Lin. Date:  04/16/2014 Lin. No.: 00020
Solution File No.: 01482 Soln. Date: 06/30/2014 Soln. No.: 00177
Sequential File No.: 01482 File Date:  06/30/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF §3-0064
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0526
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:06D
Control 1 EC 0.099% 11:06D 34.0°C #**% TEST PASSED ###%
Control 1 IR 0.099% 11:06D 34.0°C *%*% TEST PASSED *#%
Ambient Air Blank 0.000% 11:07D
Control 2 EC 0.098% 11:08D 34.0°C #k TEST PASSED sk
Control 2 IR 0.099% 11:08D 34,0°C #4k TEST PASSED *%%
Ambient Air Blank 0.000% 11:08D
Control 3 EC 0.098% 11:09D 34.0°C *¥x TEST PASSED *#%
Control 3 IR 0.100% 11:09D 34.0°C *#k TEST PASSED *%*
Ambient Air Blank 0.000% 11:09D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANKOWSKI First Name: JOSEPH MI: E
Badge No.: 714

Signature: \Srs- *"1)1{ Date: 06/30/2014
VT




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01453 Calib. Date: 04/16/2014 Calib. No.: 00027
Certification File No.: 01454 Cert. Date: 04/16/2014 Cert. No.: 00020
Linearity File No.: 01455 Lin, Date: 04/16/2014 Lin. No.: 00020
Solution File No.: 01493 Soln. Date: 07/25/2014 Soln. No.: 00178
Sequential File No.: 01493 File Date:  07/25/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0531
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:04D
Control 1 EC 0.099% 13:05D 33.9°C *ix TEST PASSED ##%
Control 1 IR 0.099% 13:05D 33.9°C ##k TEST PASSED *%%
Ambient Air Blank 0.000% 13:05D
Control 2 EC 0.099% 13:06D 34.0°C #xk TEST PASSED %
Control 2 IR 0.099% 13:06D 34.0°C ##% TEST PASSED #**
Ambient Air Blank 0.000% 13:06D
Control 3 EC 0.099% 13:07D 34.0°C *kk TEST PASSED **®%
Control 3 IR 0.100% 13:07D 34.0°C ##k TEST PASSED
Ambient Air Blank 0.000% 13:07D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANK First Name: JOSEPH . MIL: E
‘ 0 Badge No.: 714

Signature: Fyy Date: 07/25/2014

Y=



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01453 Calib. Date: 04/16/2014 Calib. No.: 00027
Certification File No.: 01454 Cert. Date: 04/16/2014 Cert. No.: 00020
Linearity File No.: 01455 Lin. Date:  04/16/2014 Lin. No.: 00020
Solution File No.: 01505 Soln. Date: 08/22/2014 Soln. No.: 00179
Sequential File No.: 01505 File Date:  08/22/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% _ Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0527
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:14D
Control 1 EC 0.100% 13:14D 34.0°C #4*k TEST PASSED #%%¥
Control 1 IR 0.100% 13:14D 34.0°C ##% TEST PASSED #%*
Ambient Air Blank 0.000% 13:15D
Control 2 EC 0.100% 13:15D 34.0°C 4% TEST PASSED #*x%
Control 2 IR 0.099% 13:15D 34.0°C **% TEST PASSED s
Ambient Air Blank 0.000% 13:16D
Control 3 EC 0.099% 13:17D 34.0°C ##*k TEST PASSED %%
Control 3 IR 0.100% 13:17D 34.0°C *%*% TEST PASSED
Ambient Air Blank 0.000% 13:17D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANKOWSKI First Name: JOSEPH MI: E
& Badge No.: 714
Signature: 1Y Date: 08/22/2014
_ Nt




Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:-
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

All tests within acceptable tolerance.

Alcotest 7110 MKIII-C
PLAINSBORO TOWNSHIP PD

01509
01510
01511
01512
01512

WET
0.100%
14A126

Result
%BAC
0.000%
0.100%
0.098%
0.000%
0.100%
0.099%
0.000%
0.100%
0.097%
0.000%

Calibrating Unit
New Standard Solution Report

Calib. Date:
Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
11:32D
11:33D
11:33D
11:33D
11:34D
11:34D
11:35D
11:35D
11:35D
11:36D

09/02/2014
09/02/2014
09/02/2014
09/02/2014
09/02/2014

CU-34

Temperature
Simulator (°C)

34.0°C
34.0°C

34.0°C
34.0°C

34.0°C
34.0°C

Serial No.: ARTL-0005

Calib. No.: 00028
Cert. No.: 00021
Lin. No.: 00021
Soln. No.: 00180

Serial No.: DDUF S3-0065

Expires:  01/06/2016
Bottle No.: 0528

Comment(s)
or Error(s)

k% TEST PASSED bk
s+ TEST PASSED ##+*

##k TEST PASSED *%*
#x* TEST PASSED %%

s TEST PASSED ik
#okk TEST PASSED s+

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

PWUTeX - g @D

Temperature Probe Serial Number:

Changed By:

Last Name: GONCALVES

First Name:

MICHELLE

Signature: .u&?f &/&W ;7 %}2—./:7 260 Y0

Badge No.: 6040
Date: 09/02/2014

MI: L



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01509 Calib. Date: 09/02/2014 Calib. No.: 00028
Certification File No.: 01510 Cert. Date: 09/02/2014 Cert. No.: 00021
Linearity File No.: 01511 Lin. Date: 09/02/2014 Lin. No.: 00021
Solution File No.: 01520 Soln. Date: 09/24/2014 Soln. No.: 00181
Sequential File No.: 01520 File Date: = 09/24/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0529
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:44D
Control 1 EC 0.098% 16:44D 34.0°C *#%% TEST PASSED *%*
Control 1 IR 0.097% 16:44D 34.0°C #%% TEST PASSED ***
Ambient Air Blank 0.000% 16:45D
Control 2 EC 0.097% 16:46D 34.0°C #**% TEST PASSED #kk
Control 2 IR 0.098% 16:46D 34.0°C ##k TEST PASSED %%
Ambient Air Blank 0.000% 16:46D
Control 3 EC 0.098% 16:47D 34.0°C *#k TEST PASSED *%x%
Control 3 IR 0.099% 16:47D 34.0°C #4k TEST PASSED *#k
Ambient Air Blank 0.000% 16:47D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
" Last Name: JANKQWSKI First Name: JOSEPH MI: E
\i Badge No.: 714
Signature: F s Date: 09/24/2014

N



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01509 Calib. Date: 09/02/2014 Calib. No.: 00028
Certification File No.: 01510 Cert. Date: 09/02/2014 Cert. No.: 00021
Linearity File No.: 01511 Lin. Date:  09/02/2014 Lin. No.: 00021
Solution File No.: 01533 Soln. Date: 10/04/2014 Soln. No.: 00182
Sequential File No.: 01533 File Date:  10/04/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0530
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:48D
Control 1 EC 0.097% 13:49D 34.0°C #4% TEST PASSED ##*
Control 1 IR 0.097% 13:49D 34.0°C w4k TEST PASSED #k*
Ambient Air Blank 0.000% 13:49D
Control 2 EC 0.096% 13:50D 34.0°C *#% TEST PASSED #s##
Control 2 IR 0.098% 13:50D 34.0°C ##% TEST PASSED ##%
Ambient Air Blank 0.000% 13:51D
Control 3 EC 0.097% 13:51D 34.0°C *#% TEST PASSED *#%*
Control 3 IR 0.097% 13:51D 34.0°C w4k TEST PASSED ##%
Ambient Air Blank 0.000% 13:52D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANKOWS First Name: JOSEPH MI: E
= Q Badge No.: 714

Signature: ¥y Date: 10/04/2014

\ﬂ\_/



Equipment

Location:

Calibration File No.:
Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C

Calibrating Unit
New Standard Solution Report

PLAINSBORO TOWNSHIP PD

01509

01510

01511

01542

01542

WET

0.100%

14A126
Result
%BAC
0.000%
0.099%
0.099%
0.000%
0.097%
0.098%
0.000%
0.098%
0.098%
0.000%

All tests within acceptable tolerance.

Calib. Date:
Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
07:428
07:438
07:43S
07:448
07:448
07:448
07:458
07:458
07:458
07:468

09/02/2014
09/02/2014
09/02/2014
10/30/2014
10/30/2014

CU-34

Temperature
Simulator (°C)

34.0°C
34.0°C

34.0°C
34.0°C

34.0°C
34.0°C

Serial No.: ARTL-0005

Calib. No.: 00028

Cert. No.: 00021
Lin. No.: 00021
Soln. No.: 00183
Serial No.: DDUF S3-0065
Expires:  01/06/2016
Bottle No.: 0532
Comment(s)
or Error(s)

##k TEST PASSED #4
#4+ TEST PASSED ##*

#4% TEST PASSED ¥k
##% TEST PASSED *#*

#4% TEST PASSED #¥*
##x TEST PASSED *¥+

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANKQWSKI

Signature:

M First Name: JOSEPH
5 iy % F"‘*])L!

VT

ML E
Badge No.: 714
Date: 10/30/2014



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01509 Calib. Date: 09/02/2014 Calib. No.: 00028
Certification File No.: 01510 Cert, Date: 09/02/2014 Cert. No.: 00021
Linearity File No.: 01511 Lin. Date:  09/02/2014 Lin. No.: 00021
Solution File No.: 01549 Soln. Date: 11/17/2014 Soln. No.: 00184
Sequential File No.: 01549 File Date:  11/17/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0065
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0533
Function Result Time Temperature Comment(s)
Z%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:118
Control 1 EC 0.098% 11:128 34.0°C ##% TEST PASSED *%¥%
Control 1 IR 0.099% 11:128 34.0°C *¥% TEST PASSED 3%
Ambient Air Blank 0.000% 11:128
Control 2 EC 0.097% 11:138 34.0°C ##% TEST PASSED %%
Control 2 IR 0.097% 11:13S 34.0°C *¥% TEST PASSED *#%
Ambient Air Blank 0.000% 11:14S
Control 3 EC 0.098% 11:148 34.0°C ##% TEST PASSED %%
Control 3 IR 0.097% 11:14S 34.0°C *¥* TEST PASSED %%
Ambient Air Blank 0.000% 11:158

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANKQW SKI First Name: JOSEPH MI: E
Badge No.: 714

Signature: =5 l 0 71y Date: 11/17/2014

U



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01509 Calib. Date: 09/02/2014 Calib. No.: 00028
Certification File No.: 01510 Cert. Date: 09/02/2014 Cert. No.: 00021
Linearity File No.: 01511 Lin. Date: 09/02/2014 Lin. No.: 00021
Solution File No.: 01553 Soln. Date: 11/27/2014 Soln. No.: 00185
Sequential File No.: 01553 File Date:  11/27/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0534
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:298
Control 1 EC 0.099% 11:298 34.0°C *4k% TEST PASSED ###%
Control 1 IR 0.099% 11:295 34.0°C #4k TEST PASSED *¥%
Ambient Air Blank 0.000% 11:308
Control 2 EC 0.098% 11:308 34.0°C *+k TEST PASSED *%*
Control 2 IR 0.098% 11:308 34.0°C #ik TEST PASSED %
Ambient Air Blank 0.000% 11.318
Control 3 EC 0.098% 11:328 34.0°C *%k TEST PASSED %%
Control 3 IR 0.098% 11:328 34.0°C *#k TEST PASSED **%
Ambient Air Blank 0.000% 11:328

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANKOWSKI First Name: JOSEPH MI: E
Badge No.: 714

Signature: ‘5 ' P10\ Date: 11/27/2014

o



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01509 Calib. Date: 09/02/2014 Calib. No.: 00028
Certification File No.: 01510 Cert. Date: 09/02/2014 Cert. No.: 00021
Linearity File No.: 01511 Lin. Date: 09/02/2014 Lin. No.: 00021
Solution File No.: 01557 Soln. Date: 12/12/2014 Soln. No.: 00186
Sequential File No.: 01557 File Date:  12/12/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0065
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0535
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:44S8
Control 1 EC 0.098% 10:458 34.0°C F#k TEST PASSED %%
Control 1 IR 0.097% 10:458 34.0°C *+k TEST PASSED #%%
Ambient Air Blank 0.000% 10:458
Control 2 EC 0.097% 10:46S 34.0°C *4k TEST PASSED ##%
Control 2 IR 0.098% 10:46S 34.0°C #xk TEST PASSED ##%
Ambient Air Blank 0.000% 10:47S
Control 3 EC 0.097% 10:47S 34.0°C *+k TEST PASSED ##%
Control 3 IR 0.097% 10:478 34.0°C #x% TEST PASSED *%%
Ambient Air Blank 0.000% 10:48S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANKGOWSKI

First Name: JOSEPH MI: E

Badge No.: 714

Signature;__JZ%] 4y Date: 12/12/2014
v \%

Sedb



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01509 Calib. Date: 09/02/2014 Calib. No.: 00028
Certification File No.: 01510 Cert. Date: 09/02/2014 Cert. No.: 00021
Linearity File No.: 01511 Lin. Date:  09/02/2014 Lin. No.: 00021
Solution File No.: 01565 Soln. Date; 12/27/2014 Soln. No.: 00187
Sequential File No.: 01565 File Date:  12/27/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  01/06/2016
Solution Control Lot: 14A126 Bottle No.: 0536
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:04S
Control 1 EC 0.097% 21:058 34.0°C #kk TEST PASSED *%%
Control 1 IR 0.097% 21:058 34.0°C ##% TEST PASSED #*%%
Ambient Air Blank 0.000% 21:06S
Control 2 EC 0.096% 21:068 34.0°C #ick TEST PASSED #%%
Control 2 IR 0.097% 21:06S 34.0°C ##% TEST PASSED *#%
Ambient Air Blank 0.000% 21:078
Control 3 EC 0.096% 21:08S 34.0°C *oik TEST PASSED *#%
Control 3 IR 0.098% 21:08S 34.0°C #dk TEST PASSED *#+%
Ambient Air Blank 0.000% 21:088

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANKOWS First Name: JOSEPH MI: E
- Badge No.: 714
Signature: 5 “ ’1'7”'{ Date: 12/27/2014
NAS
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