Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD , :
Calibration File No.: 00005 Calib. Date: 01/05/2005 Calib. No.: 00002
Certification File No.: 00006 Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 Lin. Date:  01/05/2005 Lin. No.: - 00001
Solution File No.: 00008 - Soln. Date: 01/05/2005 Soln. No.: 00002
Sequential File No.: 00008 File Date:  01/05/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% ; Expires: ~ 11/13/2006
Solution Control Lot: 04K008 ‘ : Bottle No.: 0471
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:178
Control 1 EC 0.099% 15:178 34.0°C #kk TEST PASSED
Control 1 IR : 0.098% 15:17S 34.0°C #%% TEST PASSED *%%
Ambient Air Blank 0.000% 15:188
Control 2 EC 0.099% 15:188 34.0°C ##%k TEST PASSED *¥*
Control 2 IR . 0.098% 15:188  34.0°C *4% TEST PASSED #%¥%
Ambient Air Blank 0.000% 15:19S
Control 3 EC 0.098% 15:20S 34.0°C #*k TEST PASSED #¥*
Control 3 IR 0.098% 15:20S 34.0°C #kk TEST PASSED ¥k

Ambient Air Blank 0.000% 15:208

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: : :
Last Name: RUSSO First Name: MATTEO MI: B

%@ Badge No.: 5204
Signature: Date: 01/05/2005




 Calibrating Unit
New Standard Solutlon Report

Equipment ~ Alcotest 7110 MKII-C - . Serial No.: ARTL-0005

Location: - PLAJ—NSBORO TOWNSHIP PD : -

Calibration File No.: 00005 : Calib. Date: 01/05/2005 Calib. No.: 00002
Certification File No.: 00006 ' ~ Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 e Lin. Date: 01/05/2005 Lin. No.: 00001
Solution File No.: 00016 - - - Soln. Date: 02/01/2005 .~ Soln. No.: 00003 -
Sequential File No.: 00016 _ - File Date: 02/01/2005

Calibrating Unit: WET ' ~ Model No.: CU-34 ~ Serial No.: DDUF §3-0064
Control Solution %:  0.100% Expires: ~ 11/13/2006
Solution Control Lot: 04K008 : Bottle No.: 0873
Function Result Time  Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)
" Ambient Air Blank ‘ 0.000% 09:30S

Control 1 EC 0.102% 09:318 34.0°C 4k TEST PASSED *%%
_Control 1 IR 0.100% 09:31S 34.0°C #4* TEST PASSED ##*
Ambient Air Blank 0.000% 09:328

Control 2 EC 0.099% 09:328 34.0°C #kk TEST PASSED *#%
Control 2IR - - 0.099% 09:328 34.0°C *4% TEST PASSED *#%
Ambient Air Blank : 0.000% . 09:33S

Control 3 EC 0.098% 09:34S 34.0°C w4k TEST PASSED *#%
Control 3 IR 0.099% 09:34S 34.0°C #dk TEST PASSED #%%
Ambient Air Blank 0.000% 09:358

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJ SP) Chief Forensic Scientist.

Changed By: :
Last Name: BRESNEN First Name: JOHN:- : : MI: A

: Badge No.: 531
Signature: / ,/ 6‘%4 e Date: 02/01/2005




Cahbratmg Unlt
N ew Standard Solutlon Report
: Equlpment © Alcofest 7110MKIIIC L ek e SR Senal No.: ARTL 0005 '
‘Location: . . PLAINSBORO: TOWNSHIP PD S Pl e P
Calibration File No.: 00005 - “Calib. Date: 01/05:’2005' ‘Calib. No.: 00002
Certification File No.: 00006 =~ - - Cert. Date: 01/05/2005  Cert. No.: 00001 -
_Linearity File No.: . 00007 Lin. Date: ~ 01/05/2005 ~ Lin. No.: 00001 .
- Solution File No.: © 00020 -~ = ~ Soln. Date:  02/25/2005 - Soln. No.: 00004
-Sequent1a1 File No.:. 00020 " "~ - . FileDate: . 02/25/2005 - - - - - et ow Ty
_Callbratmg Unit: WEE. '« . =i Model No.:. CU-34. Serial No,: DDUF $3-0064
- Control Solution %: = 0.100% = = LT R T o Fipiresy - 31132006
Sbluti_bn Control Lot: © 04K008 St e g SN Y . " . Bottle No.: 0866 7k
Functlon '1 Se L Result . Time: .. Temperature- T, Comment(s}
e e Uk GPBAS T EIMEL ‘Simulator (°C) ;' or Error(s) -
Ambient Air Blank Lo ODO%E . 200428, o e LT e :
SConigeld BO. 4 5 L e s T - 0.101%°  20:438 . 34.0°C . R TEST PASSED ok
~ Control1IR " 0.099% 20:435° 34. 0° ' o TESTPASSED Aok
- Ambient Air Blank e o 0.000% V2048 P -
©Comtrol2BC 57 " S s Y ipegep 20:445  34.0°C - s TEST PASSED ***'
- Control 2 IR el 0 1009 ) (200448 isdigPe’ T e TEST PASSED ook
Arhbient Air Blank 00009 . 1" 2034557 . i, 500 e
- Contl3EC . - 00989 20146 34.0°C.. - - ¥ TESTPASSED Hokok
v S CotE IR " i e Pl 0.100% - 20:46S . 34.0°C . s TEST PASSED ook
Ambient Air Blank . 0.000%. . 20:478 v A

All tests W1th1n acceptable toIeran¢e

: , On th;s date; I- msta.lled the: above mdlcated “NEW SOLUTION" in acordance with
; Alcotesr 7110 operator trammg and procedures estabhshed by the (NJ SP) Chlef Forensic Sc1entxst

'Changed By: g £ B o M e S, S g7 el e
LastName BRESNEN . First-Name:. JOHN = S MISA -

. ﬁ/ L s B A  BadgeNo.: 531 .
' Slgnature %/r\, L B ; Date: 02]25/2005-




C&Hbrﬁting Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C : Serial No.: ARTL-0005
Location: - PLAINSBORO TOWNSHIP PD : : :

- Calibration File No.: 00005 2 Calib. Date: 01/65/2005 Calib. No.: 00002
Certification File No.: 00006 ; Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 : Lin. Date:  01/05/2005 Lin. No.: - 00001
Solution File No.: - 00029 : Soln. Date: 03/25/2005 Soln. No.: 00005
Sequential File No.: 00029 . ' File Date:  03/25/2005
Calibrating Unit: WET - Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% - ; g Expires:  11/13/2006
Solution Control Lot: 04K008 . ‘ i Bottle No.: 0856 '
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank S 0.000% 16:06S : .
Control 1 EC 0.099% 16:07S  34.0°C - %k TEST PASSED #%
Control 1 IR 0.100% - 16:07S - 34.0°C *¥* TEST PASSED *%*
Ambient Air Blank 0.000% 16:085 :
Control 2 EC 0.096% 16:08S 34.0°C #%* TEST PASSED ***
Control 2 IR 0.099% 16:08S 34.0°C #k TEST PASSED %
Ambient Air Blank %A 0.000% 16:098 ; :
Control 3 EC 0.097% . 16:108  34.0°C #¥x TEST PASSED #%x
Control 3 IR 0.099% 16:10S - 34.0°C #*#k TEST PASSED #k% -
Ambient Air Blank 0.000% . 16:11S :

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN . Fitst Name: JOHN. MI: A

/%ﬂ/ ey : Badge No.: 531
Signature: _# _ - Wﬂ\_—— ; Date: 03/25/2005

//



_ Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C : Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD ;
Calibration File No.: 00005 Calib. Date: 01/05/2005 Calib. No.: 00002
Certification File No.: 00006 Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 : Lin. Date: - 01/05/2005 Lin. No.: 00001
Selution File No.: 00035 : Soln. Date: 04/21/2005 Soln. No.: 00006
Sequential File No.: 00035 File Date: - 04/21/2005 '
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% : Expires:  11/13/2006
Solution Control Lot: - 04K008 Bottle No.: 0857
Function Result Time Temperature Comment (s)
: FHBAC -HH:MM - Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 15:33D

. Control 1 EC . 0.099% 15:33D 34.0°C **% TEST PASSED ***
Control 1 IR 0.099% . 15:33D 34.0°C % TEST PASSED *%%
Ambient Air Blank: 0.000% 15:34D :
Control 2 EC 0.097% 15:35D 34.0°C **% TEST PASSED sk
Control 2 IR 0.099% 15:35D 34.0°C *#% TEST PASSED *#%
Ambient Air Blank 0.000% 15:36D . '
Control 3 EC 0.098% 15:36D 34.0°C *4% TEST PASSED %%
Control 3 IR - E: 0.099% 15:36D 34.0°C #4k TEST PASSED %%

Ambient Air Blank 0.000% 15:37D

All tests within acceptable tolerance.

On this date, 1 installed the above indic’ated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

- Changed By: '
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 531

Signature:y_g/zz/?l, /-3/7_/_,(/@4/% Date: 04/21/2005




- Calibrating unn
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00005 Calib. Date: 01/05/2005 Calib. No.: 00002
Certification File No.: 00006 Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 Lin. Date:  01/05/2005 Lin. No.: 00001
Solution File No.: 00044 Soln. Date: 05/19/2005 Soln. No.: 00007
Sequential File No.: 00044 File Date:  05/19/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0064
Control Solution %:  0.100% ) . Expires:  11/13/2006
Solution Control Lot: 04K008 Bottle No.: 0863
Function ' Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000%  11:55D
Control 1 EC ' 0.099% 11:56D 34.0°C **% TEST PASSED #k
Control 1 IR . 0.099% 11:56D - 34.0°C *#% TEST PASSED %+
Ambient Air Blank - 0.000%  11:56D
Control 2 EC 0.097% 11:57D 34.0°C *kk TEST PASSED k%
Control 2 IR : 0.098%  11:57D 34.0°C *+* TEST PASSED **¥#
Ambient Air Blank 0.000% 11:58D
Control 3EC ' 0.097% 11:58D 34.0°C *#4% TEST PASSED %%
Control 3 IR 0.098% 11:58D 34.0°C *#k+ TEST PASSED %%
Ambient Air Blank 0.000% 11:59D .

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with

Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist. -

Changed By: '
Last Name: BRESNEN ~ First Name: JOHN

. ﬁ% v, _ Badge No.: 531
Signature: : / A s Date: 05/19/2005
P
LF - |

MI: A




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No. : 00005 Calib. Date: 01/05/2005 Calib. No.: 00002
Certification File No. 00006 Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 Lin. Date:  01/05/2005 Lin. No.: 00001
Solution File No.: 00056 Soln. Date: 06/16/2005 Soln. No.: 00008
Sequential File No.: 00056 File Date:  06/16/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %: 0.100% Expires:  11/13/2006
Solution Control Lot: 04K008 Bottle No.: 0872
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:31D
Control 1 EC 0.099% 15:32D 34.0°C % TEST PASSED
Control 1 IR 0.098% 15:32D 34.0°C *#%* TEST PASSED s
Ambient Air Blank 0.000% 15:32D
Control 2 EC 0.097% 15:33D 34.0°C *4% TEST PASSED sk
Control 2 IR 0.099% 15:33D 34.0°C *¥% TEST PASSED sk
Ambient Air Blank 0.000% 15:34D
Control 3 EC 0.097% 15:34D 34.0°C *¥% TEST PASSED s
Control 3 IR 0.098% 15:34D 34.0°C *%k TEST PASSED %
Ambient Air Blank 0.000% 15:35D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

P / Badge No.: 53]
A ; Date: 06/16/2005




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00005 Calib. Date: 01/05/2005 Calib. No.: 00002
Certification File No.: 00006 Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 Lin. Date:  01/05/2005 Lin. No.: 00001
Solution File No.: 00064 Soln. Date: 06/28/2005 Soln. No.: 00009
Sequential File No.: 00064 File Date:  06/28/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot:  04K008 Bottle No.: 0862
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:26D
Control 1 EC ---% 21:27D N/A SIMULATOR TEMP. ERROR
Control 1 IR -0 21:27D N/A SIMULATOR TEMP. ERROR
Ambient Air Blank -.---% e
Control 2 EC --% e N/A
Control 2 IR -—% —-ie-- N/A
Ambient Air Blank - el
Control 3 EC - - N/A
Control 3 IR - --im-- N/A
Ambient Air Blank -.---% —lmem

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
/"'/,: e Badge No.: 531

Signature: / . f‘{’“' L ek o~ Date: 06/28/2005



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005

Location: PLAINSBORO TOWNSHIP PD

Calibration File No.: 00005 Calib. Date: 01/05/2005 Calib. No.: 00002

Certification File No.: 00006 Cert. Date:  01/05/2005 Cert. No.: 00001

Linearity File No.: 00007 Lin. Date:  01/05/2005 Lin. No.: 00001

Solution File No.: 00065 Soln. Date: 06/28/2005 Soln. No.: 00010

Sequential File No.: 00065 File Date:  06/28/2005

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064

Control Solution %:  0.100% Expires:  11/13/2006

Solution Control Lot: 04K008 Bottle No.: 0862

Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 22:33D

Control 1 EC ) 22:34D 34.0°C CTRL GAS SUPPLY

Control 1 IR - % 22:34D 34.0°C CTRL GAS SUPPLY

Ambient Air Blank --—-% —-i--

Control 2 EC [/ —mienn N/A

Control 2 IR -—-% T N/A

Ambient Air Blank --—-% —-ie--

Control 3 EC ----% ——laan N/A

Control 3 IR -.--% e N/A

Ambient Air Blank ---% -l

Test results are not within acceptable range.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A
P E o Badge No.: 531

P o
Signature: 7?_ R Al LA ) Date: 06/28/2005

/



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00005 Calib. Date: 01/05/2005 Calib. No.: 00002
Certification File No.: 00006 Cert. Date: 01/05/2005 Cert. No.: 00001
Linearity File No.: 00007 Lin. Date:  01/05/2005 Lin. No.: 00001
Solution File No.: 00066 Soln. Date: 06/28/2005 Soln. No.: 00011
Sequential File No.: 00066 File Date:  06/28/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot:  04K008 Bottle No.: 0862
Function Result Time Temperature Comment(s)
%BBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:46D
Control 1 EC 0.098% 23:46D 34.0°C #kx TEST PASSED #%*
Control 1 IR 0.097% 23:46D 34.0°C #ik TEST PASSED
Ambient Air Blank 0.000% 23:47D
Control 2 EC 0.097% 23:47D 34.0°C *#% TEST PASSED
Control 2 IR 0.098% 23:47D 34.0°C ##k TEST PASSED ##
Ambient Air Blank 0.000% 23:48D
Control 3 EC 0.097% 23:49D 34.0°C *4% TEST PASSED ##%
Control 3 IR 0.099% 23:49D 34.0°C *¥% TEST PASSED
Ambient Air Blank 0.000% 23:49D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
g Pt Badge No.: 531

Signature: [/ /(" " ¥ T fldory g Date: 06/28/2005

‘//




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00070 Soln. Date: 06/29/2005 Soln. No.: 00012
Sequential File No.: 00070 File Date:  06/29/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF §3-0064
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot: 04K008 Bottle No.: 0865
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:59D
Control 1 EC 0.100% 15:59D 34.0°C ##% TEST PASSED #%%*
Control 1 IR 0.101% 15:59D 34.0°C #%% TEST PASSED #%%
Ambient Air Blank 0.000% 16:00D
Control 2 EC 0.099% 16:00D 34.0°C ##% TEST PASSED #%%
Control 2 IR 0.099% 16:00D 34.0°C sk TEST PASSED ek
Ambient Air Blank 0.000% 16:01D
Control 3 EC 0.099% 16:02D 34.0°C ¥k TEST PASSED #*%*
Control 3 IR 0.099% 16:02D 34.0°C #*% TEST PASSED #*%**
Ambient Air Blank 0.000% 16:02D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: RUSSO First Name: MATTEO MI: B

6 Badge No.: 5204
Signature: W Date: 06/29/2005




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib, Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date:  06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00085 Soln. Date: 07/26/2005 Soln. No.: 00013
Sequential File No.: 00085 File Date:  07/26/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0064
Control Solution %:  0.100% Expires: 11/13/2006
Solution Control Lot:  04K008 Bottle No.: 0867
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 22:01D
Control 1 EC 0.100% 22:01D 34.0°C *%% TEST PASSED
Control 1 IR 0.099% 22:01D 34.0°C *#x TEST PASSED ##%
Ambient Air Blank 0.000% 22:02D
Control 2 EC 0.099% 22:02D 34.0°C *4k TEST PASSED #%k
Control 2 IR 0.100% 22:02D 34.0°C **% TEST PASSED sk
Ambient Air Blank 0.000% 22:03D
Control 3 EC 0.099% 22:04D 34.0°C *k+x TEST PASSED *%x
Control 3 IR 0.099% 22:04D 34.0°C *#% TEST PASSED ##%
Ambient Air Blank 0.000% 22:04D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
s " /{:’7 Badge No.: 531
Signature: - "7/ A s L L Date: 07/26/2005

s

e



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00095 Soln. Date: 08/23/2005 Soln. No.: 00014
Sequential File No.: 00095 File Date:  08/23/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0064
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot: 04K008 Bottle No.: 0868
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:08D
Control 1 2C 0.100% 15:09D 34.0°C #¥% TEST PASSED #%%
Control 1 IR 0.099% 15:09D 34.0°C *%% TEST PASSED *#%
Ambient Air Blank 0.000% 15:10D
Control 2 EC 0.099% 15:10D 34.0°C ##% TEST PASSED %%
Control 2 IR 0.100% 15:10D 34.0°C *¥k TEST PASSED etk
Ambient Air Blank 0.000% 15:11D
Control 3 EC 0.099% 15:12D 34.0°C #*kk TEST PASSED *#*
Control 3 IR 0.099% 15:12D 34.0°C #*k TEST PASSED *#%%
Ambient Air Blank 0.000% 15:12D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

/ ; / / Badge No.: 531
Signature: /7 L D i A Date: 08/23/2005




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD S e
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date: 06/29/2005 Lin. No.: 00002
Solution File No.: 00106 Soln. Date: 09/20/2005 Soln. No.: 00015
Sequential File No.: 00106 File Date:  09/20/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot:  04K008 Bottle No.: 0870
Function s Result - Time Témperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.600% 14:22D
Control 1 EC 0.100% 14:23D 34.0°C #x%k TEST PASSED *#%
Control 1 IR 0.100% 14:23D 34.0°C ##% TEST PASSED *%%
Ambient Air Blank 0.000% 14:23D
Control 2 EC 0.098% 14:24D 34.0°C *kk TEST PASSED ***
Control 2 IR 0.099% 14:24D 34.0°C #k% TEST PASSED b
Ambient Air Blank 0.000% 14:24D
Control 3 EC 0.099% 14:25D 34.0°C *4% TEST PASSED %%
Control 3 IR 0.101% 14:25D 34.0°C **%k TEST PASSED %%
Ambient Air Blank 0.000% 14:26D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 531

St /ﬂ A {ﬂ}?gdywq Date:  09/20/2005




Cahbraﬂﬂ@ Lm

Ne‘w Standard S@iutwn Rﬂp@*t

- Eguipment | ... Alec! _;57110 BRIEG  y oF oo o ol % si-.w ’_'_.:'%RTL 0Gos
“ - Location: - ;*JLAI\SBORO TQW\SHIPPD s s i :
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Calibrating Unit

""““NéW'fStﬁﬁdé,rd Solution Report

Equipment Alcotest 7110 MKIII-C ' Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD 5 '
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 : - Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 '~ Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00117 Soln. Date: 11/10/2005 Soln. No.: 00017
Sequential File No.: 00117 File Date: . 11/10/2005
Calibrating Unit: WET " Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% _ " Expires:  11/13/2006
Solution Control Lot:  04K008 T Bottle No.: 0858
Function ; ‘ Result Time Temperature Comment(s)

_ . %BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:118 o C
Control 1 EC 0.100% 17:128  34.0°C ##k TEST PASSED %
Control 1IR 0.100% 17:128 34.0°C *kk TEST PASSED
Ambient Air Blank 0.000% 17:125 7 :
Control 2 EC 0.097% 17:138 34.0°C ik TEST PASSED *k
Control 2 IR 0.099% 17:138 34.0°C sk TEST PASSED *#+
Ambient Air Blank 0.000% 17:148 h
Control 3 EC 0.098% 17:148 34.0°C ##k TEST PASSED ***
Control 3 IR 0.099% 17:148 34.0°C #%% TEST PASSED #%%
Ambient Air Blank ) © 0.000% 17:158

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
- Alcotest 7110 operator training.and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: ' ‘
Last Name: BRESNEN First Name: JOHN MI: A

' Badge No.: 531
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Equipment

Location:

Calibration File No.:
Certification File No.:

Linearity File No.:
Solution File Neo.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

All tests within acceptable tolerance.

Calibrating Unit

New Standard-Solution Report

Alcotest 7110 MKIII-C
PLAINSBORO TOWNSHIP PD

00067
00068
00069
00128
00128

WET
0.100%
04K008

Result
%BAC
0.000%
0.099%
0.100%
0.000%
0.097%
0.099%
0.000%
0.096%
0.099%
0.000%

Calib. Date: 06/29/2005
Cert. Date: 06/29/2005
Lin. Date:  06/29/2005
Soln. Date: 12/02/2005
File Date:  12/02/2005
Model No.: CU-34
Time Temperature
HH:MM  Simulator (°C)
05:13S

05:14S 34.0°C
05:148 34.0°C
05:158

05:158 34.0°C
05:158 34.0°C
05:168

05:178 34.0°C
05:178 34.0°C
05:18S

Serial No.: ARTL-0005

Calib. No.: 00003
Cert. No.: 00002
Lin. No.: 00002
Soln. No.: 00018

Serial No.: DDUF S3-0064
Expires:  11/13/2006

" Bottle No.: 0864

Comment(s)
or Error(s)

ot TEST PASSED ok
#4% TEST PASSED

#kk TEST PASSED s
s TEST PASSED ¥t

#¥k TEST PASSED s
##% TEST PASSED ek

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: PROCACCINI

First Name:

NICK
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Calibrating Unit

~————New Standard Sotutiomr Report —————

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File'No.: 00131 Soln. Date: 12/02/2005 Soln. No.: 00019
Sequential File No.: 00131 File Date:  12/02/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0064
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot: 04K008 . Bottle No.: 0874
Function ! Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:408
Control 1 EC 0.099% 21:418 34.0°C ***k TEST PASSED #*%*
Control 1 IR 0.100% 21:418 34.0°C ##k TEST PASSED ##:*
Ambient Air Blank 0.000% 21:428
Control 2 EC 0.096% 21:428 34.0°C *4+k TEST PASSED %
Control 2 IR 0.101% 21:428 34.0°C #ix TEST PASSED #%%
Ambient Air Blank 0.000% 21:438
Control 3 EC 0.097% 21:448 34.0°C #4k TEST PASSED *#:*
Control 3 IR 0.100% 21:44S 34.0°C *¥k TEST PASSED #%%
Ambient Air Blank 0.000% 21:448

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

; Badge No.: 531
Signature: /7% / W Date: 12/02/2005




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date: 06/29/2005 Lin. No.: 00002
Solution File No.: 00142 Soln. Date: 12/17/2005 Soln. No.: 00020
Sequential File No.: 00142 File Date:  12/17/2005
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF 53-0064 .
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot:  04K008 ' - ‘Bottle No.: 0869
Function - Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 06:543
Control 1 EC 0.100% 06:548 34.0°C # TEST PASSED #**
Control 1 IR 0.100% 06:54S 34.0°C #dk TEST PASSED ##*
Ambient Air Blank 0.000% 06:55S
Control 2 EC 0.098% 06:568 34.0°C sk TEST PASSED #%%
Control 2 IR 0.098% 06:56S 34.0°C *4% TEST PASSED %
Ambient Air Blank 0.000% 06:57S
Control 3 EC 0.098% 06:575 34.0°C #% TEST PASSED ##k
Control 3 IR 0.099% 06:57S 34.0°C ¥k TEST PASSED %%
Ambient Air Blank 0.000% 06:58S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

- ﬁ Badge No.: 531
Signature: g - Zam_ Date: 12/17/2005
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