Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD :
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 ' Lin. Date: 06/29/2005 Lin. No.: 00002
Solution File No.: 00152 Soln. Date: 01/05/2006 Soln. No.: 00021
Sequential File No.: 00152 File Date:  01/05/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  11/13/2006
Solution Control Lot: 04K008 =~ 7 . Bottle No.: 0875
Function ' Result Time Temperature Comment(s)
ZoBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:148
Control 1 EC 0.099% 17:148 34.0°C ##4k TEST PASSED #sfk
Control 1 IR 0.099% 17:148 34.0°C ### TEST PASSED *#¥*
Ambient Air Blank 0.000% 17:158
Control 2 EC 0.095% 17:16S 34.0°C ##% TEST PASSED s
Control 2 IR 0.099% 17:168 34.0°C #i# TEST PASSED *%%
Ambient Air Blank 0.000% 17:178
Control 3 EC 0.096% 17:178 34.0°C ### TEST PASSED %
Control 3 IR 0.099% 17:178 34.0°C #oik TEST PASSED #k%
Ambient Air Blank 0.000% 17:18S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

7 Badge No.: 531
Signature: é/ﬂ/ /, ,6%{;‘/7% Date: 01/05/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00160 Soln. Date: 01/27/2006 Soln. No.: 00022
Sequential File No.: 00160 File Date:  01/27/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0064
Control Solution %:  0.100% Expires:  09/13/2007
Solution Control Lot: 051020 - Bottle No.: 0196
Function | Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:138
Control 1 EC 0.102% 21:14S 34.0°C *¥k%k TEST PASSED #:#k
Control 1 IR 0.100% 21:148 34.0°C #4# TEST PASSED #%%
Ambient Air Blank 0.000% .21:158
Control 2 EC 0.098% 21:158 34.0°C w0k TEST PASSED %%
Control 2 IR 0.101% 21:158 34.0°C *+k TEST PASSED %%
Ambient Air Blank 0.000% 21:16S
Control 3 EC 0.100% 21:178 34.0°C *kk TEST PASSED %%
Control 3 IR 0.099% 21:178 34.0°C #4%k TEST PASSED %
Ambient Air Blank 0.000% 21:188

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

/A Badge No.: 531
Signature: ﬁ-lﬂﬁ/—/ ; o Date: 01/27/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00170 Soln. Date: 02/15/2006 Soln. No.: 00023
Sequential File No.: 00170 File Date:  02/15/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF §3-0064
Control Solution %:  0.100% Expires:  09/13/2007
Solution Control Lot: 051020 Bottle No.: 0197
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:38S
Control 1-EC 0.101% 11:38S 34.0°C *##% TEST PASSED %k
Control 1 IR 0.099% 11:38S 34.0°C #dk TEST PASSED #%*
Ambient Air Blank 0.000% 11:398
Control 2 EC 0.098% 11:408 34.0°C *%% TEST PASSED #¥k
Control 2 IR 0.100% 11:408 34.0°C *¥% TEST PASSED #¥*
Ambient Air Blank 0.000% 11:418
Control 3 EC 0.099% 11:428 34.0°C **% TEST PASSED ##
Control 3 IR 0.099% 11:428 34.0°C *#k TEST PASSED %
Ambient Air Blank 0.000% 11:43S8

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

- 5 R Badge No.: 531
Signature: | 77 f Sl B Date: 02/15/2006
=



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00175 Soln. Date: 03/09/2006 Soln. No.: 00024
Sequential File No.: 00175 File Date:  03/09/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/15/2007
Solution Control Lot:  05L022 Bottle No.: 0079
Function Result Time Temperature Comment(s)
P%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:59S8
Control 1 EC 0.102% 14:598 34.0°C ##% TEST PASSED *:
Control 1 IR 0.100% 14:598 34.0°C #¥% TEST PASSED
Ambient Air Blank 0.000% 15:008
Control 2 EC 0.098% 15:01S 34.0°C F#% TEST PASSED #k
Control 2 IR 0.100% 15:018 34.0°C #¥x TEST PASSED ##*
Ambient Air Blank 0.000% 15:028
Control 3 EC 0.099% 15:03S 34.0°C % TEST PASSED %%
Control 3 IR 0.102% 15:038 34.0°C *xk TEST PASSED *3¥*
Ambient Air Blank 0.000% 15:048

All tests within acceptable tolerance.

On this date, | installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 531

e’ - . |
Signature: //,,/Z E / / j{_ el ipn Date: 03/09/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File'No.: 00179 Soln. Date: 03/29/2006 Soln. No.: 00025
Sequential File No.: 00179 File Date:  03/29/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/15/2007
Solution Control Lot:  05J022 ' 7 Bottle No.: 0080
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:158
Control 1 EC 0.101% 11:158 34.0°C *#k TEST PASSED *¥*
Control 1 IR 0.101% 11:158 34.0°C ##k TEST PASSED #kk
Ambient Air Blank 0.000% 11:16S
Control 2 EC 0.098% 11:178 34.0°C *#+% TEST PASSED #¥%
Control 2 IR 0.099% 11:17S 34.0°C #k%k TEST PASSED *ik
Ambient Air Blank 0.000% 11:188
Control 3 EC 0.098% 11:188 34.0°C #wk TEST PASSED #%%
Control 3 IR 0.101% 11:18S 34.0°C ##k TEST PASSED ##*
Ambient Air Blank 0.000% 11:195

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: .
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 531

7
Signature:/ﬂ_,/./o / r/’”)f){a_d/@y 7. Date: 03/29/2006

Z




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File'No.: 00183 Soln. Date: 04/07/2006 Soln. No.: 00026
Sequential File No.: 00183 File Date:  04/07/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires: 12/15/2007
Solution Control Lot: 05L022 i "~ Bottle No.: 0084
Function ‘ Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:04D
Control 1 EC 0.101% 15:04D 34.0°C ##k TEST PASSED #*%*
Control 1 IR 0.101% 15:04D 34.0°C ##% TEST PASSED
Ambient Air Blank 0.000% 15:05D
Control 2 EC 0.097% 15:06D 34.0°C ik TEST PASSED *%*
Control 2 IR 0.100% 15:06D 34.0°C *#% TEST PASSED ###
Ambient Air Blank 0.000% 15:07D
Control 3 EC 0.098% 15:08D 34.0°C #kk TEST PASSED %
Control 3 IR 0.100% 15:08D 34.0°C F4k TEST PASSED sk
Ambient Air Blank 0.000% 15:09D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

%/éj Badge No.: 531
Signature: L7UE [ L @i Date: 04/07/2006
g




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File*No.: 00189 Soln. Date: 04/27/2006 Soln. No.: 00027
Sequential File No.: 00189 File Date:  04/27/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/15/2007
Solution Control Lot: 051022 Bottle No.: 0085
Function _ Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:02D
Control 1 EC 0.100% 11:03D 34.0°C *ik TEST PASSED i
Control 1 IR 0.100% 11:03D 34.0°C *#k TEST PASSED *#%#%
Ambient Air Blank 0.000% 11:04D
Control 2 EC 0.098% 11:04D 34.0°C *#% TEST PASSED #k*
Control 2 IR 0.100% 11:04D 34.0°C ¥k TEST PASSED %
Ambient Air Blank 0.000% 11:05D
Control 3 EC 0.099% 11:06D 34.0°C *##k TEST PASSED #k*
Control 3 IR 0.100% 11:06D 34.0°C *¥k TEST PASSED #:#k
Ambient Air Blank 0.000% 11:07D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
e % / Badge No.: 531

Signature: gg// x( MW\_ Date: 04/27/2006

e



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00194 Soln. Date: 05/15/2006 Soln. No.: 00028
Sequential File No.: 00194 File Date:  05/15/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires: 12/15/2007
Solution Control Lot: 051022 Bottle No.: 0095
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:04D ’
Control 1 EC 0.098% 16:05D 34.0°C #k% TEST PASSED ***
Control 1 IR 0.101% 16:05D 34.0°C #kx TEST PASSED #%%
Ambient Air Blank 0.000% 16:06D
Control 2 EC 0.096% 16:06D 34.0°C *++ TEST PASSED *#%
Control 2 IR 0.101% 16:06D 34.0°C *4%% TEST PASSED *#%
Ambient Air Blank 0.000% 16:07D
Control 3 EC _ 0.097% 16:08D 34.0°C %% TEST PASSED *¥*
Control 3 IR 0.100% 16:08D 34.0°C #*% TEST PASSED ***
Ambient Air Blank 0.000% 16:08D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

/ﬁﬁ /A% Badge No.: 531
Signature: / 4 ¢~ Z e Al ] o B Date: 05/15/2006
'l '




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00067 Calib. Date: 06/29/2005 Calib. No.: 00003
Certification File No.: 00068 Cert. Date: 06/29/2005 Cert. No.: 00002
Linearity File No.: 00069 Lin. Date:  06/29/2005 Lin. No.: 00002
Solution File No.: 00207 Soln. Date: 06/09/2006 Soln. No.: 00031
Sequential File No.: 00207 File Date:  06/09/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0064
Control Solution %:  0.100% Expires:  12/15/2007
Solution Control Lot: 051022 Bottle No.: 0090
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:12D
Control 1 EC 0.103% 17:12D 34.0°C ##% TEST PASSED %
Control 1 IR 0.101% 17:12D 34.0°C #4% TEST PASSED *#:#
Ambient Air Blank 0.000% 17:13D
Control 2 EC 0.101% 17:14D 34.0°C *4# TEST PASSED **%
Control 2 IR 0.101% 17:14D 34.0°C *kk TEST PASSED
Ambient Air Blank 0.000% 17:14D
Control 3 EC 0.101% 17:15D 34.0°C #¥x TEST PASSED %%
Control 3 IR 0.098% 17:15D 34.0°C #ik TEST PASSED *#*
Ambient Air Blank 0.000% 17:16D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: :
Last Name: BRESNEN First Name: JOHN MI: A
7 Badge No.: 531

Signature: ,//y, 7 / A //ZI;QMQ//O;’ Date: 06/09/2006
é /,://




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005 ii
Location: PLAINSBORO TOWNSHIP PD o
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004 _
Certification File No.: 00216 Cert. Date:  06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 777 Lin. Date: 06/27/2006 Lin. No.: 00003
Solution File No.: 00229 Soln. Date: 07/17/2006 Soln. No.: 00034
Sequential File No.: 00229 File Date:  07/17/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% - _ Expires:  12/15/2007
Solution Control Lot: 051022 Bottle No.: 0100
Function o Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:06D
Control 1 EC 0.100% 17:06D 34.0°C #++k TEST PASSED %%
Control 1 IR 0.099% 17:06D 34.0°C ##*k TEST PASSED #**
Ambient Air Blank 0.000% 17:07D
Control 2 EC 0.097% 17:08D 34.0°C *¥% TEST PASSED *¥¥
Control 2 IR 0.099% 17:08D 34.0°C #¥% TEST PASSED *%%
Ambient Air Blank 0.000% 17:08D
Control 3 EC 0.097% 17:09D 34.0°C 4% TEST PASSED ***%
Control 3 IR 0.099% 17:09D 34.0°C *#x TEST PASSED %%
Ambient Air Blank 0.000% 17:10D y

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN ’ First Name: JOHN MI: A

P Badge No.: 531
Signature: ,//}/7% / @/M% Date: 07/17/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.; 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00231 Soln. Date: 08/03/2006 Soln. No.: 00035
Sequential File No.: 00231 File Date:  08/03/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  03/03/2008 -
Solution Control Lot: 06C027 Bottle No.: 0827
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:33D
Control 1 EC 0.100% 15:33D 34.0°C #4k TEST PASSED %
Control 1 IR 0.100% 15:33D 34.0°C *dk TEST PASSED %%
Ambient Air Blank ~0.000% 15:34D
Control 2 EC 0.098% 15:35D 34.0°C #4%k TEST PASSED ***
Control 2 IR 0.100% 15:35D 34.0°C #dkk TEST PASSED *%%
Ambient Air Blank : 0.000% 15:35D
Control 3 EC 0.098% 15:36D 34.0°C Fkk TEST PASSED
Control 3 IR 0.099% 15:36D 34.0°C ##% TEST PASSED #**
Ambient Air Blank 0.000% 15:37D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

/ j g) Badge No.: 531
Signature: -// _/vf»é_/l/;-’-WLJ Date: 08/03/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date: 06/27/2006 Lin. No.: 00003
Solution File No.: 00240 Soln. Date: 08/22/2006 Soln. No.: 00036
Sequential File No.: 00240 File Date:  08/22/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot: 06C027 Bottle No.: 0828
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:45D
Control 1 EC 0.100% 21:46D 34.0°C *#4+ TEST PASSED %%
Control 1 IR 0.099% 21:46D 34.0°C ¥kk TEST PASSED %%
Ambient Air Blank 0.000% 21:46D
Control 2 EC 0.097% 21:47D 34.0°C #4% TEST PASSED #%%
Control 2 IR 0.100% 21:47D 34.0°C *kk TEST PASSED ik
Ambient Air Blank 0.000% 21:48D
Control 3 EC 0.097% 21:48D 34.0°C *+% TEST PASSED %%
Control 3 IR 0.100% 21:48D 34.0°C ##% TEST PASSED #%*
Ambient Air Blank 0.000% 21:49D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
P LT Badge No.: 531

Signature: f/ﬂ/ [ 7 Tt P Date: 08/22/2006

C




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib, Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00246 Soln. Date: 09/08/2006 Soln. No.: 00037
Sequential File No.: 00246 File Date:  09/08/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF 53-0065
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot: 06C027 Bottle No.: 0829
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:44D
Control 1 EC 0.100% 14:45D 34.0°C ##*% TEST PASSED *#
Control 1 IR 0.100% 14:45D 34.0°C *+* TEST PASSED *%%
Ambient Air Blank 0.000% 14:46D
Control 2 EC 0.097% 14:46D 34.0°C *#% TEST PASSED sk
Control 2 IR 0.099% 14:46D 34,0°C #xk TEST PASSED *%%
Ambient Air Blank 0.000% 14:47D
Control 3 EC 0.097% 14:48D 34.0°C #%k4 TEST PASSED *#%
Control 3 IR 0.099% 14:48D 34.0°C #3k TEST PASSED #%%
Ambient Air Blank 0.000% 14:48D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

Vot v ) Badge No.: 531
Signature: /_@{ L) Dt d D 22 Date: 09/08/2006
Vo




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00247 Soln. Date: 09/26/2006 Soln. No.: 00038
Sequential File No.: 00247 File Date:  09/26/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S83-0065
Control Selution %:  0.100% Expires:  03/03/2008
Solution Control Lot:  06C027 Bottle No.: 0832
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:10D
Control 1 EC 0.101% 18:11D 34.0°C *¥% TEST PASSED **#¥
Control 1 IR 0.100% 18:11D 34.0°C ##k TEST PASSED %
Ambient Air Blank 0.000% 18:12D
Control 2 EC 0.098% 18:12D 34.0°C ¥k TEST PASSED #%¥*
Control 2 IR 0.099% 18:12D 34.0°C ##% TEST PASSED ##*
Ambient Air Blank 0.000% 18:13D
Control 3 EC 0.098% 18:14D 34.0°C #*Fk TEST PASSED *%%*
Control 3 IR 0.099% 18:14D 34.0°C *xk% TEST PASSED #*
Ambient Air Blank 0.000% 18:15D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

W// o Badge No.: 531
Signature: £ 45 e Lt o~ Date: 09/26/2006

P




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 - Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00256 Soln. Date: 10/18/2006 Soln. No.: 00039
Sequential File No.: 00256 File Date:  10/18/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot: 06C027 Bottle No.: 0833
Function Result Time Temperature Comment(s)
%HBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:09D
Control 1 EC 0.101% 14:10D 34.0°C ##% TEST PASSED sk
Control 1 IR 0.100% 14:10D 34.0°C #dek TEST PASSED *#%
Ambient Air Blank 0.000% 14:11D
Control 2 EC 0.098% 14:11D 34.0°C ##% TEST PASSED sk
Control 2 IR 0.099% 14:11D 34.0°C *xk TEST PASSED *#%
Ambient Air Blank 0.000% 14:12D
Control 3 EC 0.098% 14:13D 34.0°C ##% TEST PASSED ¥
Control 3 IR 0.100% 14:13D 34.0°C *ik TEST PASSED %%
Ambient Air Blank 0.000% 14:14D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

Py . Badge No.: 531
Signature:/%&/,(gﬂww Date: 10/18/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00265 Soln. Date: 11/07/2006 Soln. No.: 00040
Sequential File No.: 00265 File Date:  11/07/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot:  06C027 Bottle No.: 0834
Function Result Time Temperature Comment(s)
%HBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:09S
Control 1 EC 0.101% 11:09S 34.0°C *%% TEST PASSED *%%
Control 1 IR 0.101% 11:098 34.0°C #x% TEST PASSED #*#*
Ambient Air Blank 0.000% 11:10S
Control 2 EC 0.097% 11:118 34.0°C #%%k TEST PASSED *%%
Control 2 IR 0.100% 11:118 34.0°C *#**% TEST PASSED ###
Ambient Air Blank 0.000% 11:128
Control 3 EC 0.097% 11:128 34.0°C #+k*% TEST PASSED *%*
Control 3 IR 0.099% 11:128 34.0°C #xk TEST PASSED ik
Ambient Air Blank 0.000% 11:138

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
) -7)-/ A7 - Badge No.: 531

Signature: " L . 4D ~tlebd g Date: 11/07/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00272 Soln. Date: 11/30/2006 Soln. No.: 00041
Sequential File No.: 00272 File Date:  11/30/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires: ~ 03/03/2008
Solution Control Lot:  06C027 Bottle No.: 0837
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:14S
Control 1 EC 0.099% 16:148 34.0°C sk TEST PASSED ##k
Control 1 IR 0.099% 16:145 ,  34.0°C *¥x TEST PASSED ek
Ambient Air Blank 0.000% 16:15S
Control 2 EC 0.098% 16:16S 34.0°C ##k TEST PASSED ***
Control 2 IR 0.099% 16:168 34.0°C ¥k TEST PASSED *¥*
Ambient Air Blank 0.000% 16:17S
Control 3 EC 0.098% 16:178 34.0°C #¥% TEST PASSED *%%
Control 3 IR 0.100% 16:178 34.0°C ¥k TEST PASSED *%*
Ambient Air Blank 0.000% 16:185

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

/ﬁ/’f Badge No.: 531
Signature: -./ s it Date: 11/30/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00281 Soln. Date: 12/18/2006 Soln. No.: 00043
Sequential File No.: 00281 File Date:  12/18/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot: 06C027 Bottle No.: 0839
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:445
Control 1 EC 0.100% 16:445 34.0°C *#% TEST PASSED ##
Control 1 IR 0.099% 16:44S 34.0°C #**% TEST PASSED ***
Ambient Air Blank 0.000% 16:458
Control 2 EC 0.097% 16:46S 34.0°C ##% TEST PASSED *#*
Control 2 IR 0.099% 16:46S 34.0°C #k% TEST PASSED #%%
Ambient Air Blank 0.000% 16:47S
Control 3 EC 0.097% 16:47S 34.0°C skk TEST PASSED *#*
Control 3 IR 0.098% 16:478 34.0°C #4k*% TEST PASSED %%
Ambient Air Blank 0.000% 16:48S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

Badge No.: 531
Signature:ﬁ y/ W Date: 12/18/2006




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date:  06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin, Date: 06/27/2006 Lin. No.: 00003
Solution File No.: 00283 Soln. Date: 12/22/2006 Soln. No.: 00044
Sequential File No.: 00283 File Date:  12/22/2006
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot:  06C027 Bottle No.: 0842
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:468
Control 1 EC 0.101% 15:478 34.0°C #*+ TEST PASSED *#%*
Control 1 IR 0.099% 15:478 34.0°C F¥*% TEST PASSED ***
Ambient Air Blank 0.000%  15:485
Control 2 EC 0.096% 15:48S 34.0°C % TEST PASSED *¥%
Control 2 IR 0.098% 15:488 34.0°C *¥% TEST PASSED **x
Ambient Air Blank 0.000% 15:498
Control 3 EC 0.097% 15:508 34.0°C *#x TEST PASSED *#*
Control 3 IR 0.099% 15:508 34.0°C *4x TEST PASSED ***
Ambient Air Blank 0.000% 15:518

All tests within acceptable tolerance.

i
On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 531

by .
Signature: /jff/ / K/LMM@ Date: 12/22/2006




