Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00287 Soln. Date: 01/10/2007 Soln. No.: 00045
Sequential File No.: 00287 File Date: ~ 01/10/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot:  06C027 Bottle No.: 0843
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:258
Control 1 EC 0.100% 18:26S 34.0°C *%x TEST PASSED ##%*
Control 1 IR 0.098% 18:26S 34.0°C *#% TEST PASSED #**
Ambient Air Blank 0.000% 18:278
Control 2 EC 0.096% 18:278 34.0°C *#% TEST PASSED ##*
Control 2 IR 0.098% 18:278 34.0°C ##%k TEST PASSED *%*
Ambient Air Blank 0.000% 18:285
Control 3 EC 0.096% 18:29S 34.0°C *++% TEST PASSED #%3*
Control 3 IR 0.099% 18:29S5 34.0°C **k%k TEST PASSED *%*
Ambient Air Blank 0.000% 18:308

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance 'with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRE?N];N First Name: JOHN MI: A
el g Badge No.: 531

Signature: £ L/j ”/a M’/”l— Date: 01/10/2007
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00215 Calib. Date: 06/27/2006 Calib. No.: 00004
Certification File No.: 00216 Cert. Date: 06/27/2006 Cert. No.: 00003
Linearity File No.: 00217 Lin. Date:  06/27/2006 Lin. No.: 00003
Solution File No.: 00291 Soln. Date: 01/13/2007 Soln. No.: 00046
Sequential File No.: 00291 File Date:  01/13/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires: ~ 03/03/2008
Solution Control Lot:  06C027 Bottle No.: 0844
Function Result Time Temperature Comment(s)
DBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:548
Control 1 EC 0.100% 14:548 34.0°C *#k TEST PASSED %%
Control 1 IR 0.099% 14:545 34.0°C sk TEST PASSED ##%
Ambient Air Blank 0.000% 14:558 :
Control 2 EC 0.095% 14:565 34.0°C *+% TEST PASSED #*%%*
Control 2 IR 0.099% 14:568 34.0°C *xk TEST PASSED #%%
Ambient Air Blank 0.000% 14:578
Control 3 EC 0.096% 14:58S 34.0°C drdk TEST PASSED *#%
Control 3 IR 0.098% 14:588 34.0°C #x% TEST PASSED ik
Ambient Air Blank 0.000% 14:598

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
S B Badge No.: 531

Signature: . ¢ L Tt g Date: 01/13/2007

L0



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date: 01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date:  01/29/2007 Lin. No.: 00004
Solution File No.: 00305 Soln, Date: 02/27/2007 Soln. No.: 00049
Sequential File No.: 00305 File Date:  02/27/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  03/03/2008
Solution Control Lot: 06C027 , Bottle No.: 0848
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:43S
Control 1 EC .0.099% 16:438 33.9°C *#k TEST PASSED *#%
Control 1 IR 0.100% 16:438 33.9°C *k*k TEST PASSED %
Ambient Air Blank 0.000% 16:448
Control 2 EC 0.099% 16:458 33.9°C *#*k TEST PASSED *¥%*
Control 2 IR 0.100% 16:45S 33.9°C *+*k TEST PASSED ***
Ambient Air Blank 0.000% 16:458
Control 3 EC 0.099% 16:468 33.9°C ***% TEST PASSED ***
Control 3 IR 0.098% 16:465 33.9°C *%% TEST PASSED *#%
Ambient Air Blank 0.000% 16:478S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

>
- ; Badge No.: 531
Signature: //—Z/ j Miﬂ\ Date: 02/27/2007
‘_‘7




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date: 01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date:  01/29/2007 Lin. No.: 00004
Solution File No.: 00316 ‘ Soln. Date: 03/28/2007 Soln. No.: 00050
Sequential File No.: 00316 File Date:  03/28/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0064
Control Solution %:  0.100% : Expires:  03/03/2008
Solution Control Lot: 06C027 Bottle No.: 0849
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:158
Control 1 EC 0.098% 10:168 34.0°C ##k TEST PASSED #*
Control 1 IR 0.099% 10:16S - 34.0°C #¥k TEST PASSED %%
Ambient Air Blank 0.000%  10:16S
Control 2 EC 0.097% 10:178 34.0°C *#% TEST PASSED *#*
Control 2 IR 0.099% 10:178 34.0°C #t* TEST PASSED ***
Ambient Air Blank 0.000% 10:18S
Control 3 EC 0.099% 10:18S8 34.0°C ##% TEST PASSED *#*
Control 3 IR 0.099% 10:185 34.0°C k% TEST PASSED *%%
Ambient Air Blank 0.000% 10:198

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

é/df/? / //7 , Badge No.: 531
Signature: / /- WM Date: 03/28/2007




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date:  01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date;  01/29/2007 Lin. No.: 00004
Solution File No.: 00326 Soln. Date: 04/26/2007 Soln. No.: 00051
Sequential File No.: 00326 File Date!  04/26/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  11/17/2008
Solution Control Lot: 06K037 Bottle No.: 0701
Function Result Time Temperature Comment(s)
%BBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:26D
Control 1 EC 0.099% 15:27D 33.9°C sk TEST PASSED ##*
Control 1 IR 0.099% 15:27D 33.9°C #x+ TEST PASSED *¥*
Ambient Air Blank 0.000% 15:27D
Control 2 EC 0.098% 15:28D 34.0°C sk TEST PASSED *%%
Control 2 IR 0.098% 15:28D 34.0°C #ix TEST PASSED #¥#
Ambient Air Blank 0.000% 15:29D
Control 3 EC 0.098% 15:29D 34.0°C #xx TEST PASSED ***
Control 3 IR 0.099% 15:29D 34.0°C #ick TEST PASSED %
Ambient Air Blank 0.000% 15:30D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

i

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

Signature: / - )t A P Date: 04/26/2007
== ‘
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date:  01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date:  01/29/2007 Lin. No.: 00004
Solution File No.: 00335 Soln. Date: 05/23/2007 Soln. No.: 00052
Sequential File No.: 00335 File Date:  05/23/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0064
Control Solution %:  0.100% Expires:  11/17/2008
Solution Control Lot:  06K037 Bottle No.: 0702
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:14D
Control 1 EC 0.098% 16:14D 34.0°C #4% TEST PASSED #**
Control 1 IR 0.099% 16:14D 34.0°C *xk TEST PASSED **%*
Ambient Air Blank 0.000% 16:15D
Control 2 EC 0.098% 16:15D 34.0°C #%% TEST PASSED #e*
Control 2 IR 0.100% 16:15D 34.0°C sx4 TEST PASSED **%
Ambient Air Blank 0.000% 16:16D
Control 3 EC _ 0.099% 16:17D 34.0°C sxk TEST PASSED *#%¥
Control 3 IR 0.099% 16:17D 34.0°C w4 TEST PASSED ***
Ambient Air Blank 0.000% 16:17D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: -
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 531

si e / g .
ignature: (74 4 - RO ntbdrlon. Date: 05/23/2007




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005

Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date: 01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 , Lin. Date:  01/2%9/2007 Lin. No.: 00004
Solution File No.: 00346 Seln. Date: 06/21/2007 Soln. No.: 00053
Sequential File No.: 00346 File Date:  06/21/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution % 0.100% Expires: 11/17/2008
Solution Control Lot:  06K037 Bottle No.: 0703
Function Result Time Temperature Comment(s)
%BBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:40D
Control 1 EC 0.099% 11:40D 34.0°C k¥ TEST PASSED *%*
Control 1 IR 0.100% 11:40D 34.0°C #dek TEST PASSED
Ambient Air Blank 0.000% 11:41D
Control 2 EC 0.098% 11:42D 34.0°C w4k TEST PASSED *#%%
Control 2 IR 0.099% 11:42D 34.0°C #4ok TEST PASSED s
Ambient Air Blank 0.000% 11:42D
Control 3 EC 0.099% 11:43D 34.0°C #dk TEST PASSED ##%%
Control 3 IR 0.100% 11:43D 34.0°C #ek TEST PASSED sk
Ambient Air Blank 0.000% 11:43D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: ; ;

Last Name: BRESNEN » First Najne: JOHN MI: A
s o . Badge No.: 531

Signature: ,© [, . o o, oy o <o, Date: 06/21/2007




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert, Date: 01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date: 01/29/2007 Lin. No.: 00004
Solution File No.: 00358 Soln. Date: 07/19/2007 Soln. No.: 00054
Sequential File No.: 00358 File Date:  07/19/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF 53-0064
Control Solution %:  0.100% - Expires:  11/17/2008
Solution Control Lot:  06K037 Bottle No.: 0704
Function Result Time Temperature Comment(s)

4 %BAC HH:MM  Simulator (°C) -~ or Error(s)
Ambient Air Blank 0.000% 18:55D
Control 1 EC 0.099% 18:55D 34.0°C *4k TEST PASSED ***
Control 1 IR 0.099% 18:55D:  34.0°C ##k TEST PASSED ##*
Ambient Air Blank 0.000% 18:56D>
Control 2 EC 0.098% 18:56D 33.9°C ®x% TEST PASSED sk
Control 2 IR 0.099% 18:56D 33.9°C *dkk TEST PASSED *#*
Ambient Air Blank 0.000% 18:57D
Control 3 EC 0.098% 18:58D 33.9¢C #44 TEST PASSED ##%
Control 3 IR 0.098% 18:58D 33.9°C *kx TEST PASSED ok
Ambient Air Blank 0.000% 18:58D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: |
Last Name: BRESNEN First Name: JOHN MI: A

/ﬁ/ % Badge No.: 531
Signature: ty > Y e e Date: 07/19/2007
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date:  01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date:  01/29/2007 Lin. No.: 00004
Solution File No.: 00362 Soln. Date: 07/31/2007 Soln. No.: 00055
Sequential File No.: 00362 File Date:  07/31/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0065
Control Solution %:  0.100% ' Expires:  11/17/2008
Solution Control Lot:  06K037 ‘.‘ Bottle No.: 0705
]

Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:05D
Control 1 EC 0.100% 12:05D 34.0°C *¥% TEST PASSED =
Control 1 IR 0.101% 12:05D 34.0°C *## TEST PASSED %
Ambient Air Blank 0.000% 12:06D
Control 2 EC 0.099% 12:06D 34.0°C *ik TEST PASSED sk
Control 2 IR 0.100% 12:06D  34.0°C *kx TEST PASSED *%
Ambient Air Blank 0.000%  12:07D |
Control 3 EC 0.099% 12:07D 33.9°C *4k TEST PASSED sk
Control 3 IR 0.100% 12:07D 33.9°C *#*k TEST PASSED ##%
Ambient Air Blank 0.000% 12:08D

Al tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

ooy 27 o o - r 3 Gy
LA Tierss gl SER1a2  Adgmgd AN P2 ~ 144 i?/ L

Changed By:
Last Name: SNYDER First Name: THOMAS MI: J.

' Badge No.: 5792
u—._-/ ‘
Signature:'ﬂ?ﬁ _If_/ N /%/,{fz O/ M,&J 772 Date: 07/31/2007
&/ 7




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date: 01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date:  01/29/2007 Lin. No.: 00004
Solution File No.: 00379 Soln. Date: 08/28/2007 Soln. No.: 00056
Sequential File No.: 00379 File Date:  08/28/2007
Calibrating Unit: WET Model No.: CU-34 . Serial No.: DDUF $3-0065
Control Solution %:  0.100% Expires:  11/17/2008
Solution Control Lot: 06K037 Bottle No.: 0706
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:13D
Control 1 EC 0.100% 12:14D 34.0°C ddk TEST PASSED %
Control 1 IR 0.100% 12:14D 34.0°C dtk TEST PASSED ek
Ambient Air Blank 0.000% 12:14D
Control 2 EC 0.099% 12:15D 33.9°C *#%k TEST PASSED %
Control 2 IR 0.100% 12:15D 33.9°C #rk TEST PASSED ik
Ambient Air Blank 0.000% 12:15D
Control 3 EC 0.099% 12:16D 33.9°C F#%%k TEST PASSED
Control 3 IR 0.099% 12:16D 33.9°C ¥k TEST PASSED ¥k
Ambient Air Blank 0.000% 12:17D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: :
Last Name: BRESNEN First Name: JOHN MI: A

/z i / / Badge No.: 531
Signature: /77/ 4 LB e Date: 08/28/2007




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date: 01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date:  01/29/2007 Lin. No.: 00004
Solution File No.: 00390 Soln. Date: 09/26/2007 Soln. No.: 00057
Sequential File No.: 00390 File Date:  09/26/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  11/17/2008
Solution Control Lot: 06K037 Bottle No.: 0707
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:17D
Control 1 EC 0.099% 12:18D 34.0°C #4k TEST PASSED ##%
Control 1 IR 0.100% 12:18D 34.0°C *#k TEST PASSED ¥
Ambient Air Blank 0.000% 12:18D
Control 2 EC 0.099% 12:19D 33.9°C *#% TEST PASSED %
Control 2 IR 0.099% 12:19D 33.9°C ##% TEST PASSED #¥%
Ambient Air Blank 0.000% 12:19D
Control 3 EC 0.099% 12:20D 34.0°C *¥% TEST PASSED %%
Control 3 IR 0.100% 12:20D 34.0°C #*% TEST PASSED ¥
Ambient Air Blank 0.000% 12:21D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: :

Last Name: BRESNEN First Name: JOHN MI: A
/ g Badge No.: 531

Signature: /44 N o Date: 09/26/2007
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00297 Calib. Date: 01/29/2007 Calib. No.: 00006
Certification File No.: 00298 Cert. Date: 01/29/2007 Cert. No.: 00004
Linearity File No.: 00299 Lin. Date:  01/29/2007 Lin. No.: 00004
Solution File No.: 00399 Soin, Date: 10/26/2007 Soln. No.: 00058
Sequential File No.: 00399 File Date:  10/26/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  11/17/2008
Solution Control Lot: 06K037 Bottle No.: 0708
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:58D T
Control 1 EC 0.100% 11:59D 34.0°C #x% TEST PASSED *#%
Control 1 IR 0.100% 11:59D 34.0°C *#% TEST PASSED %%
Ambient Air Blank 0.000% 11:59D
Control 2 EC 0.098% 12:00D 33.9°C s TEST PASSED ##%
Control 2 IR 0.100% 12:00D 33.9°C sk TEST PASSED ok
Ambient Air Blank 0.000% 12:00D ’
Control 3 EC 0.099% 12:01D 33.9°C ¥k TEST PASSED %
Control 3 IR 0.100% 12:01D 33.9°C *+k TEST PASSED %
Ambient Air Blank 0.000% 12:02D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

2 Badge No.: 531
Signature: Z—/ j W Date: 10/26/2007
& r




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00403 Calib. Date: 11/14/2007 Calib. No.: 00007
Certification File No.: 00404 Cert. Date:  11/14/2007 Cert. No.: 00005
Linearity File No.: 00405 Lin. Date:  11/14/2007 Lin. No.: 00005
Solution File No.: 00406 Soln. Date: 11/14/2007 Soln. No.: 00059
Sequential File No.: 00406 File Date:  11/14/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0065
Control Solution %:  0.100% Expires: 11/17/2008
Solution Control Lot: 06K037 Bottle No.: 0709
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:188
Control 1 EC 0.101% 12:198 34.0°C *¥4% TEST PASSED
Control 1 IR 0.100% 12:198 34,0°C #4%k TEST PASSED %
Ambient Air Blank 0.000% 12:198
Control 2 EC 0.099% 12:208 34.0°C #k% TEST PASSED *#%
Control 2 IR 0.099% 12:208 34.0°C *%# TEST PASSED #kx
Ambient Air Blank 0.000% 12:218
Control 3 EC 0.099% 12:218 34.0°C ##+% TEST PASSED ##*
Control 3 IR 0.100% 12:218 34.0°C **% TEST PASSED 3%
Ambient Air Blank 0.000% 12:228

All tests within acceptable tolerance.

On this date, T installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

[E22 (58 A Tewer [R5 Seipt Numpssd - DOUS £2~14 ‘/@

Changed By:
Last Name: SNYDER First Name: THOMAS MI: J.
Badge No.: 5792

Signature: — 747, = @%&p{’ 7(2- M/,ﬁ 52 Date: 11/14/2007




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00403 Calib. Date: 11/14/2007 Calib. No.: 00007
Certification File No.: 00404 Cert. Date: 11/14/2007 Cert. No.: 00005
Linearity File No.: 00405 Lin. Date:  11/14/2007 Lin. No.: 00005
Solution File No.: 00417 Soln. Date: 12/13/2007 Soln. No.: 00060
Sequential File No.: 00417 File Date:  12/13/2007
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF $3-0065
Control Solution %:  0.100% Expires: 11/17/2008
Solution Control Lot: 06K037 Bottle No.: 0710
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:258
Control 1 EC 0.099% 18:268 33.9°C *x% TEST PASSED *%%
Control 1 IR 0.100% 18:268 33.9°C *#+ TEST PASSED *#%
Ambient Air Blank : 0.000% 18:268
Control 2 EC 0.097% 18:278 34.0°C w4k TEST PASSED #%%
Control 2 IR 0.100% 18:278 34.0°C #¥kx TEST PASSED *%%
Ambient Air Blank 0.000% 18:28S
Control 3 EC 0.098% 18:28S 33.8°C #k TEST PASSED ##%
Control 3 IR 0.098% 18:288 33.9°C #ick TEST PASSED %%
Ambient Air Blank 0.000% 18:298

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: BRESNEN First Name: JOHN MI: A
Fely 2/ ey Badge No.: 531

Signature: L7/ . L Y I s Date: 12/13/2007
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