Calibrating Unit
New Standard Solution Report

Serial No.: ARTL-0005

Equipment Alcotest 7110 MKIII-C
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00497 © Calib. Date: 07/28/2008 Calib. No.: 00008
Certification File No.: 00498 Cert. Date: 07/28/2008 Cert. No.: 00006
Linearity File No.: 00499 Lin. Date:  07/28/2008 Lin. No.; 00006
Solution File No.: 00571 Soln. Date: 01/08/2009 Soln, No.: 00076
Sequential File No.: 00571 File Date:  01/08/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF 83-0065
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 , Bottle No.: 0904
Function : - Result - Time Temperature Comment(s)
_ %BAC HHE:MM  Simulator (°C) or Error(s)

_ Ambient Air Blank 0:000% 15:338
Control 1 EC ; 0.100% 15:338 34.0°C sk TEST PASSED #%#
Control 1 IR : 0.099% 15:338 -~ 34.0°C *#* TEST PASSED *#%
Ambient Air Blank ; 0.000% 15:348 ' '
Control 2 EC ' 0.098% 15:35S 34.0°C s%* TEST PASSED #¥*
Control 2 IR 0.100% 15:358 34.0°C sk TEST PASSED ek
Ambient Air Blank 0.000% 15:36S '
Control 3 EC _ . 0.099% 15:368 34.0°C . *kt TEST PASSED ##%
Control 3 IR - 0.100% 15:365 34.0°C sk TEST PASSED #4%

Ambient Ai:_' Blank 0.000% 15:378 )

All tests within acceptable tolerance.:

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scieitist. .

~ Changed By: ' : :
Last Name: JANKQIWSKI] First Name: JOSEPH - ‘ MI: E
: "Badge No.: 714
Signature: f ﬂ ﬁ7/ 7 Date: 01,08/2009

Vo



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00578 Calib., Date: 01/20/2009 Calib. No.: 00009
Certification File No.: 00579 Cert. Date: 01/20/2009 Cert. No.: 00007
Linearity File No.: 00580 Lin. Date:  01/20/2009 Lin. No.: 00007
Solution File No.: 00587 Soln. Date: 02/01/2009 Soln. No.: 00078
Sequential File No.: 00587 File Date:  02/01/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0905
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:205
Control 1 EC 0.100% 12:218S 34.0°C #4% TEST PASSED #*#%
Control 1 IR 0.099% 12:215 34.0°C wkk TEST PASSED #%%
Ambient Air Blank 0.000% 12:228
Control 2 EC 0.097% 12:228 34.0°C *++% TEST PASSED #*%
Control 2 IR 0.099% 12:228 34.0°C ##k TEST PASSED %
Ambient Air Blank 0.000% 12:238
Control 3 EC 0.098% 12:248 34.0°C ##*% TEST PASSED %
Control 3 IR 0.099% 12:248 34.0°C #k¥% TEST PASSED #%%
Ambient Air Blank 0.000% 12:258

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JAY

First Name: JOSEPH MI: E
Badge No.: 714

Signature: - ’ Date: 02/01/2009




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00578 Calib, Date: 01/20/2009 Calib. No.: 00009
Certification File No.: 00579 Cert. Date: 01/20/2009 Cert. No.: 00007
Linearity File No.: 00580 Lin. Date:  01/20/2009 Lin. No.: 00007
Solution File No.: 00593 Soln. Date: 02/19/2009 Soln. No.: 00079
Sequential File No.: 00593 File Date:  02/19/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0907
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank ., 0.000% 15:118
Control 1 EC 0.099% 15:128 34.0°C ##k%k TEST PASSED %
Control 1 IR 0.099% 15:128 34.0°C #*% TEST PASSED *#%
Ambient Air Blank 0.000% 15:128
Control 2 EC 0.097% 15:13S 34.0°C ##% TEST PASSED **
Control 2 IR 0.099% 15:13S 34.0°C ##*% TEST PASSED *#%
Ambient Air Blank 0.000% 15:148
Control 3 EC 0.098% 15:148 34.0°C ¥k TEST PASSED #*%%
Control 3 IR 0.099% 15:148 34.0°C ##% TEST PASSED **
Ambient Air Blank 0.000% 15:158

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANK{!

7

First Name: JOSEPH ML E
Badge No.: 714

Signature: Date: 02/19/2009




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00578 Calib. Date: 01/20/2009 Calib. No.: 00009
Certification File No.: 00579 Cert. Date:  01/20/2009 Cert. No.: 00007
Linearity File No.: 00580 Lin. Date:  01/20/2009 Lin. No.: 00007
Solution File No.: 00602 Soln. Date: 03/18/2009 Soln. No.: 00080
Sequential File No.: 00602 File Date:  03/18/2009
Calibrating Unit; WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0908
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:218
Control 1 EC 0.100% 15:228 34.0°C ##k TEST PASSED ok
Control 1 IR 0.100% 15:228 34.0°C ##x TEST PASSED *#*
Ambient Air Blank 0.000% 15:238
Control 2 EC 0.099% 15:238 34.0°C idok TEST PASSED #**
Control 2 IR 0.098% 15:238 34.0°C #44% TEST PASSED *#*
Ambient Air Blank 0.000% 15:248
Control 3 EC 0.098% 15:258 34.0°C #kk TEST PASSED %
Control 3 IR 0.099% 15:258 34.0°C ##% TEST PASSED #*%
Ambient Air Blank 0.000% 15:268

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANK®WSKI! First Name: JOSEPH MI: E
Badge No.: 714

Signature:  Sgr O #910 Date: 03/18/2009

e



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00578 Calib. Date: 01/20/2009 Calib. No.: 00009
Certification File No.: 00579 Cert. Date: 01/20/2009 Cert. No.: 00007
Linearity File No.: 00580 Lin. Date:  01/20/2009 Lin. No.: 00007
Solution File No.: 00609 Soln. Date: 04/19/2009 Soln. No.: 00081
Sequential File No.: 00609 File Date:  04/19/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF §3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0909
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:17D
Control 1 EC 0.100% 15:18D 34.0°C #%x TEST PASSED #***
Control 1 IR 0.100% 15:18D 34.0°C #++% TEST PASSED #+%
Ambient Air Blank 0.000% 15:18D
Control 2 EC 0.098% 15:19D 34.0°C *%%k TEST PASSED 4%
Control 2 IR 0.098% 15:19D 34.0°C ##+% TEST PASSED #*%
Ambient Air Blank 0.000% 15:20D
Control 3 EC 0.099% 15:20D 34.0°C *#% TEST PASSED **%
Control 3 IR 0.099% 15:20D 34.0°C ##*% TEST PASSED #¥%
Ambient Air Blank 0.000% 15:21D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 531

Signaturei/fg?/-/;f G s 753/ Date- 04/19/2009
4




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00578 Calib. Date: 01/20/2009 Calib. No.: 00009
Certification File No.: 00579 Cert. Date:  01/20/2009 Cert. No.: 00007
Linearity File No.: 00580 Lin. Date:  01/20/2009 Lin. No.: 00007
Solution File No.: 00621 Soln. Date:  05/22/2009 Soln. No.: 00082
Sequential File No.: 00621 File Date:  05/22/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0910
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:51D
Control 1 EC 0.099% 08:52D 34.0°C #ick TEST PASSED %
Control 1 IR 0.101% 08:52D 34.0°C *ik TEST PASSED *#*
Ambient Air Blank 0.000% 08:53D
Control 2 EC 0.098% 08:53D 34.0°C ik TEST PASSED k%
Control 2 IR 0.100% 08:53D 34.0°C *¥*¥ TEST PASSED %
Ambient Air Blank 0.000% 08:54D
Control 3 EC 0.099% 08:54D 34.0°C di% TEST PASSED %
Control 3 IR 0.099% 08:54D 34.0°C *¥* TEST PASSED %
Ambient Air Blank 0.000% 08:55D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JAN First Name: JOSEPH MI: E
L~ Badge No.: 714

Signature: 287 #714 Date: 05/22/2009




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00578 Calib. Date: 01/20/2009 Calib. No.: 00009
Certification File No.: 00579 Cert. Date: 01/20/2009 Cert. No.: 00007
Linearity File No.: 00580 Lin. Date:  01/20/2009 Lin. No.: 00007
Solution File No.: 00626 Soln. Date: 06/20/2009 Soln. No.: 00083
Sequential File No.: 00626 File Date:  06/20/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0911
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:12D
Control 1 EC 0.099% 15:12D 34.0°C #ik TEST PASSED i
Control 1 IR 0.099% 15:12D 34.0°C **x TEST PASSED *%¥%*
Ambient Air Blank 0.000% 15:13D
Control 2 EC 0.098% 15:14D 34.0°C **kx TEST PASSED %
Control 2 IR 0.100% 15:14D 34.0°C **% TEST PASSED %%
Ambient Air Blank 0.000% 15:14D
Control 3 EC 0.099% 15:15D 34.0°C d#%k TEST PASSED ekt
Control 3 IR 0.098% 15:15D 34.0°C *#% TEST PASSED *%%
Ambient Air Blank 0.000% 15:16D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: |
Last Name: JANKOWSKI

Signature: ut.{qd \
TV

/

Q First Name: JOSEPH ML: E
1\ Badge No.: 714
714

Date: 06/20/2009




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date: 07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date:  07/06/2009 Lin. No.: 00008
Solution File No.: 00637 Soln. Date; 07/06/2009 Soln. No.: 00084
Sequential File No.: 00637 File Date:  07/06/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0912
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:41D
Control 1 EC 0.100% 16:42D 34.0°C *#%% TEST PASSED *#%*
Control 1 IR 0.098% 16:42D 34.0°C *#*% TEST PASSED ##*
Ambient Air Blank 0.000% 16:43D
Control 2 EC 0.099% 16:43D 34.0°C *k* TEST PASSED ¥
Control 2 IR 0.099% 16:43D 34.0°C #+*% TEST PASSED **%
Ambient Air Blank 0.000% 16:44D
Control 3 EC 0.099% 16:44D 34.0°C *¥%% TEST PASSED **#
Control 3 IR 0.099% 16:44D 34.0°C #4k TEST PASSED #**
Ambient Air Blank 0.000% 16:45D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SNYDER First Name: THOMAS MI: J.

‘ Badge No.: 5792
Signature: 77 y S TP Date: 07/06/2009



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C ‘ Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date:  07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date:  07/06/2009 Lin. No.: 00008
Solution File No.: 00648 Soln. Date: 07/30/2009 Soln. No.: 00085
Sequential File No.: 00648 File Date:  07/30/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF §3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0913
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:17D
Control 1 EC 0.099% 12:18D 34.0°C #*%% TEST PASSED **%
Control 1 IR 0.097% 12:18D 34.0°C sk TEST PASSED #%%
Ambient Air Blank 0.000% 12:18D
Control 2 EC 0.098% 12:19D 34.0°C *#*k TEST PASSED %%
Control 2 IR 0.099% 12:19D 34.0°C ##+ TEST PASSED **%
Ambient Air Blank 0.000% 12:19D
Control 3 EC 0.098% 12:20D 34.0°C *kk TEST PASSED
Control 3 IR 0.098% 12:20D 34.0°C *+% TEST PASSED *#*
Ambient Air Blank 0.000% 12:21D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JANKQWS

Signature: 5‘{?_ \

First Name: JOSEPH MI: E
\ Badge No.: 714
FNY Date: 07/30/2009




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date: 07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date:  07/06/2009 Lin. No.: 00008
Solution File No.: 00657 Soln. Date: 08/19/2009 Soln. No.: 00086
Sequential File No.: 00657 File Date:  08/19/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot:  08G058 Bottle No.: 0914
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:37D
Control 1 EC 0.098% 14:37D 34.0°C ¥k TEST PASSED %%
Control 1 IR 0.099% 14:37D 34.0°C ##% TEST PASSED ###
Ambient Air Blank 0.000% 14:38D
Control 2 EC 0.097% 14:39D 34.0°C %kk TEST PASSED
Control 2 IR 0.099% 14:39D 34.0°C ##% TEST PASSED #*%
Ambient Air Blank 0.000% 14:39D
Control 3 EC 0.098% 14:40D 34.0°C ##% TEST PASSED #%%
Control 3 IR 0.098% 14:40D 34.0°C #ick TEST PASSED ##k
Ambient Air Blank 0.000% 14:41D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JA Q% First Name: JOSEPH ML E
Badge No.: 714

Signature: 4 i Date: 08/19/2009
\} Ll




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date: 07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date: = 07/06/2009 Lin. No.: 00008
Solution File No.: 00664 Soln. Date: 09/05/2009 Soln. No.: 00087
Sequential File No.: 00664 ‘ File Date:  09/05/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0915
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:29D
Control 1 EC 0.097% 17:30D 34.0°C ##:% TEST PASSED ##*
Control 1 IR 0.097% 17:30D 34.0°C ##% TEST PASSED ##%
Ambient Air Blank 0.000% 17:30D
Control 2 EC 0.096% 17:31D. 34.0°C #4k TEST PASSED ##%
Control 2 IR 0.098% 17:31D 34.0°C #*%% TEST PASSED #**%
Ambient Air Blank 0.000% 17:32D
Control 3 EC 0.097% 17:32D 34.0°C ##+ TEST PASSED **¥%
Control 3 IR 0.098% 17:32D 34.0°C ¥#% TEST PASSED *#*
Ambient Air Blank 0.000% 17:33D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JAWSKI First Name: JOSEPH MIL: E
2\ Badge No.: 714
Signature: 65’\ N £ 55 “-(j By Date: 09/05/2009
\]




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD

Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date: 07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date:  07/06/2009 Lin. No.: 00008

Solution File No.: 00667 Soln. Date: 09/11/2009 Soln. No.: 00088
Sequential File No.: 00667 File Date:  09/11/2009

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064

Control Selution %:  0.100% Expires:  07/23/2010

Solution Control Lot: 08G058 Bottle No.: 0916

Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 15:15D

Control 1 EC 0.098% 15:16D 34.0°C #*% TEST PASSED ok*

Control 1 IR 0.099% 15:16D 34.0°C #i4k TEST PASSED ##:*

Ambient Air Blank 0.000% 15:17D

Control 2 EC 0.097% 15:17D 34.0°C ##Fk TEST PASSED k¥

Control 2 IR 0.097% 15:17D 34.0°C ¥k TEST PASSED ##%

Ambient Air Blank 0.000% 15:18D

Control 3 EC 0.097% 15:18D 34.0°C #4% TEST PASSED %%

Control 3 IR 0.098% 15:18D 34.0°C ##% TEST PASSED *#%

Ambient Air Blank 0.000% 15:19D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A

h% M Badge No.: 731
Signature: ~227 - ) : Date: 09/11/2009

i
z



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date: 07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date:  07/06/2009 Lin. No.: 00008
Solution File No.: 00677 Soln, Date: 10/10/2009 Soln. No.: 00089
Sequential File No.: 00677 File Date:  10/10/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 3 Bottle No.: 0917
Function Result Time Temperature Comment(s)
ZBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:12D
Control 1 EC 0.098% 18:12D 34.0°C *+% TEST PASSED *i:*
Control 1 IR 0.098% 18:12D 34.0°C ##k TEST PASSED #ok*
Ambient Air Blank 0.000% 18:13D
Control 2 EC 0.096% 18:14D 34.0°C ##k TEST PASSED #%*
Control 2 IR 0.098% 18:14D 34.0°C #4% TEST PASSED *#*
Ambient Air Blank 0.000% 18:14D
Control 3 EC 0.097% 18:15D 34.0°C *¥*% TEST PASSED %
Control 3 IR 0.097% 18:15D 34.0°C #4% TEST PASSED %
Ambient Air Blank 0.000% 18:16D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: JANK K1 First Name: JOSEPH MI: E
~7 / Badge No.: 714
Signature: bﬁ N H 7)H Date: 10/10/2009
[~ \J

V




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date: 07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date:  07/06/2009 Lin. No.: 00008
Solution File No.: 00683 Soln. Date: 10/23/2009 Soln. No.: 00090
Sequential File No.: 00683 File Date:  10/23/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0918
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:49D
Control 1 EC 0.098% 18:49D 34.0°C *¥% TEST PASSED %%
Control 1 IR 0.098% 18:49D 34.0°C *¥% TEST PASSED *%%
Ambient Air Blank 0.000% 18:50D
Control 2 EC 0.097% 18:51D 34.0°C F#% TEST PASSED *##
Control 2 IR 0.098% 18:51D 34.0°C *#%k TEST PASSED **%
Ambient Air Blank 0.000% 18:52D
Control 3 EC 0.097% 18:52D 34.0°C ##% TEST PASSED ##*
Control 3 IR 0.098% 18:52D 34.0°C *#k TEST PASSED ¥
Ambient Air Blank 0.000% 18:53D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JAN

First Name: JOSEPH MI: E
Badge No.: 714
Date: 10/23/2009

Signature:




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No,: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date:  07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date:  07/06/2009 Lin. No.: 00008
Solution File No.: 00689 Soln. Date: 10/30/2009 Soln. No.: 00091
Sequential File No.: 00689 File Date:  10/30/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF §3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0919
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:488
Control 1 EC 0.099% 23:498 34.0°C #4ck TEST PASSED #%%
Control 1 IR 0.099% 23:498 34.0°C #kx TEST PASSED
Ambient Air Blank 0.000% 23:508
Control 2 EC 0.097% 23:508 34.0°C ##k TEST PASSED #%%
Control 2 IR 0.097% 23:508 34.0°C 4k TEST PASSED ##k
Ambient Air Blank 0.000% 23:518
Control 3 EC 0.097% 23:528 34.0°C ##k TEST PASSED
Control 3 IR 0.097% 23:528 34.0°C ¥k TEST PASSED #%#
Ambient Air Blank 0.000% 23:528

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSF) Chief Forensic Scientist.

Changed By:
Last Name: BRESNEN First Name: JOHN MI: A
Badge No.: 731

Signature:_\é?/é' j— /ﬂ;“”-«dda/&vw #7 o, / Date: 10/30/2009




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00634 Calib. Date: 07/06/2009 Calib. No.: 00010
Certification File No.: 00635 Cert. Date: 07/06/2009 Cert. No.: 00008
Linearity File No.: 00636 Lin. Date: 07/06/2009 Lin. No.: 00008
Solution File No.: 00700 Soln. Date: 11/20/2009 Soln. No.: 00092
Sequential File No.: 00700 File Date:  11/20/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot:  08G058 Bottle No.: 0920
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:07S
Control 1 EC 0.099% 18:088 34.0°C dxk TEST PASSED ek
Control 1 IR 0.099% 18:08S 34.0°C #*k% TEST PASSED #***
Ambient Air Blank 0.000% 18:08S
Control 2 EC 0.098% 18:098 34.0°C sk TEST PASSED ek
Control 2 IR 0.097% 18:098 34.0°C k% TEST PASSED %%
Ambient Air Blank 0.000% 18:108
Control 3 EC 0.098% 18:108 34.0°C #xk TEST PASSED *%%
Control 3 IR 0.099% 18:108 34.0°C ##% TEST PASSED ##*
Ambient Air Blank 0.000% 18:118

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:,

Last Name: JANKOW$KI\ First Name: JOSEPH ML E
N L ’*—ﬂ Badge No.: 714

Signature: u_jé:")/%:_‘. ' i i Date: 11/20/2009




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00706 Calib. Date: 12/10/2009 Calib. No.: 00013
Certification File No.: 00707 Cert. Date: 12/10/2009 Cert. No.: 00009
Linearity File No.: 00708 Lin. Date:  12/10/2009 Lin. No.: 00009
Solution File No.: 00709 Soln. Date: 12/10/2009 Soln. No.: 00094
Sequential File No.: 00709 File Date:  12/10/2009
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  07/23/2010
Solution Control Lot: 08G058 Bottle No.: 0922
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:09S
Control 1 EC 0.100% 11:108 34.1°C *%% TEST PASSED ***
Control 1 IR 0.100% 11:108 34.1°C ¥k TEST PASSED ¥
Ambient Air Blank 0.000% 11:10S
Control 2 EC 0.100% 11:118 34.0°C %% TEST PASSED *¥*
Control 2 IR 0.099% 11:118 34.0°C *x#% TEST PASSED ***
Ambient Air Blank 0.000% 11:118
Control 3 EC 0.100% 11:128 34.0°C *¥*% TEST PASSED ***
Control 3 IR 0.099% 11:128 34.0°C *#*% TEST PASSED ***
Ambient Air Blank 0.000% 11:128

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

&7 AW

Changed By:
Last Name: SNYDER First Name: THOMAS MI: J.

Badge No.: 5792
. o~
Signature: T/, L 7 ém_qg & Mﬁ,ﬂz.}vs’g Date: 12/10/2009



