Calibrating Unit -
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00879 Calib. Date: 11/22/2010 Calib. No.: 00015
Certification File No.: 00880 Cert. Date: 11/22/2010 Cert. No.: 00011
Linearity File No.: 00881 Lin. Date:  11/22/2010 Lin. No.: 00011
Solution File No.: 00911 Soln. Date: 01/16/2011 Soln. No.: 00114
Sequential File No.: 00911 File Date:  01/16/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S$3-0064
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot:  09L072 Bottle No.: 0265
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:138
Control 1 EC 0.099% 12:148 34.0°C #ik TEST PASSED ###
Control 1 IR 0.099% 12:148 34.0°C ##* TEST PASSED ##*
Ambient Air Blank 0.000% 12:158
Control 2 EC 0.097% 12:158 34.0°C #3¥k TEST PASSED et
Control 2 IR 0.100% 12:158 34.0°C F%k TEST PASSED ok
Ambient Air Blank 0.000% 12:16S5
Control 3 EC 0.098% 12:17S8 34.0°C *H TEST PASSED #*#k
Control 3 IR 0.099% 12:178 34.0°C *¥% TEST PASSED #*#:k
Ambient Air Blank 0.000% 12:188

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI First Name: JOSEPH MI: M
N : ] Badge No.: 543

Signature: P.T'i : ‘{/';’ij;}n, /’) (;7///4'1 ’ N4 Date: 01/16/2011
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00879 Calib. Date: 11/22/2010 Calib. No.: 00015
Certification File No.: 00880 Cert. Date: 11/22/2010 Cert. No.: 00011
Linearity File No.: 00881 Lin. Date: 11/22/2010 Lin. No.: 00011
Solution File No.: 00917 Soln. Date: 02/03/2011 Soln. No.: 00115
Sequential File No.: 00917 - File Date:  02/03/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires: 12/31/2011
Solution Control Lot: 091072 Bottle No.: 0269
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:118
Control 1 EC 0.100% 14:128 34.0°C #*% TEST PASSED 4k
Control 1 IR 0.101% 14:128 34.0°C #+k TEST PASSED
Ambient Air Blank 0.000% 14:138
Control 2 EC 0.098% 14:138 34.0°C #k% TEST PASSED *%*
Control 2 IR 0.098% 14:13S 34.0°C ### TEST PASSED ##%
——AmbtentAirBlank 07000% 147148
Control 3 EC 0.098% 14:158 34.0°C ##k TEST PASSED #%*
Control 3 IR 0.098% 14:158 34.0°C #%#% TEST PASSED *¥#
Ambient Air Blank 0.000% 14:158

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

TeMlelhToie  fregs  scliAe  # TDHVT P2- ?L)H @
Changed By:

Last Name: DENNIS p First Name: MARC MI: W.
£ Badge No.: 5925
' il T i l A 8945 Date: 02/03/2011

Signature: s
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00879 Calib. Date: 11/22/2010 Calib. No.: 00015
Certification File No.: 00880 Cert. Date: 11/22/2010 Cert. No.: 00011
Linearity File No.: 00881 Lin. Date:  11/22/2010 Lin. No.: 00011
Solution File No.: 00921 Soln. Date: 02/18/2011 Soln. No.: 00116
Sequential File No.: 00921 File Date:  02/18/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF 83-0065
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot: 091072 Bottle No.: 0266
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:49S
Control 1 EC 0.099% 11:508 34.0°C #k% TEST PASSED #%%
Control 1 IR 0.100% 11:508 34.0°C *tx TEST PASSED ##*
Ambient Air Blank 0.000% 11:518
Control 2 EC 0.098% 11:518 34.0°C #3#% TEST PASSED *%%
Control 2 IR 0.099% 11:518 34.0°C #3x% TEST PASSED ##%
Ambient Air Blank 0.000% 11:528
Control 3 EC 0.098% 11:528 34.0°C *#% TEST PASSED *%*
Control 3 IR 0.099% 11:528 34.0°C ##k TEST PASSED ###
Ambient Air Blank 0.000% 11:538

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI/7 First Name: JOSEPH MI: M
Badge No.: 543

7
Signature: P+I //;-M/WA ?%/V £ =9 Date: 02/18/2011
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Calibrating Unit |
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00879 Calib. Date: 11/22/2010 Calib. No.: 00015
Certification File No.: 00880 Cert. Date: 11/22/2010 Cert, No.: 00011
Linearity File No.: 00881 Lin. Date: 11/22/2010 Lin. No.: 00011
Solution File No.: 00925 Soln. Date: 03/06/2011 Soln. No.: 00117
Sequential File No.: 00925 File Date:  03/06/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot: 091072 Bottle No.: 0267
Function Result Time Temperature Comment(s)

%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 00:31S8
Control 1 EC 0.098% 00:325 34.0°C AMBIENT AIR CHECK ERR
Control 1 IR ---% 00:328 34.0°C AMBIENT AIR CHECK ERR
Ambient Air Blank --—-% 00:33S
Control 2 EC --—-% - N/A
Control 2 IR --—% e N/A
Ambient Air Blank -—% -
Control 3 EC -9 - N/A
Control 3 IR - - N/A
Ambient Air Blank -——% —mlmn

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: TAVENER First Name: FREDERICK MIL:'W
Badge No.: 730

Signature: W 7W Date: 03/06/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00879 Calib. Date: 11/22/2010 Calib. No.: 00015
Certification File No.: 00880 Cert. Date: 11/22/2010 Cert. No.: 00011
Linearity File No.: 00881 Lin. Date:  11/22/2010 Lin. No.: 00011
Solution File No.: 00926 Soln. Date: 03/07/2011 Soln. No.: 00118
Sequential File No.: 00926 File Date:  03/07/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot:  09L072 Bottle No.: 0270
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:04S
Control 1 EC 0.098% 10:058 34.0°C #*kF TEST PASSED ##k
Control 1 IR 0.099% 10:058 34.0°C ##k% TEST PASSED ##k
Ambient Air Blank 0.000% 10:06S
Control 2 EC 0.097% 10:06S = 34.0°C *#% TEST PASSED ##%
Control 2 IR 0.098% 10:06S 34.0°C d3 TEST PASSED ik
Ambient Air Blank 0.000% 10:07S
Control 3 EC 0.098% 10:08S 34.0°C *#k* TEST PASSED #%%*
Control 3 IR 0.099% 10:08S 34.0°C ##k TEST PASSED #%%*
Ambient Air Blank 0.000% 10:08S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: ,
Last Name: TAVENER First Name: FREDERICK MI: W

;&_//\' 7 > Badge No.: 730
Signature: W Date: 03/07/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00879 Calib. Date: 11/22/2010 Calib. No.: 00015
Certification File No.: 00880 Cert. Date: 11/22/2010 Cert. No.: 00011
Linearity File No.: 00881 Lin. Date: 11/22/2010 Lin. No.: 00011
Solution File No.: 00933 Soln. Date: 03/28/2011 Soln. No.: 00119
Sequential File No.: 00933 File Date:  03/28/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF 83-0065
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot: 091072 Bottle No.: 0271
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:258
Control 1 EC 0.099% 09:255 34.0°C #dk TEST PASSED %
Control 1R 0.099% 09:258 34.0°C *4% TEST PASSED ***
Ambient Air Blank 0.000% 09:26S
Control 2 EC 0.097% 09:27S 34.0°C #isk TEST PASSED s
Control 2 IR 0.099% 09:278 34.0°C *#% TEST PASSED #%#%
Ambient Air Blank 0.000% 09:27S
Control 3 EC 0.098% 09:28S 34.0°C ##* TEST PASSED ###
Control 3 IR 0.099% 09:28S 34.0°C ##k TEST PASSED ##
Ambient Air Blank 0.000% 09:298

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M
Badge No.: 543

A Tl - 593 Date: 03/28/2011

Signature: Pf'/f




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00879 Calib. Date: 11/22/2010 Calib. No.: 00015
Certification File No.: 00880 Cert. Date: 11/22/2010 Cert. No.: 00011
Linearity File No.: 00881 Lin. Date:  11/22/2010 Lin. No.: 00011
Solution File No.: 00939 Soln, Date: 04/15/2011 Soln. No.: 00120
Sequential File No.: 00939 File Date:  04/15/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot: 091072 Bottle No.: 0272
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:51D
Control 1 EC 0.099% 11:51D 34.0°C sk TEST PASSED ##%
Control 1 IR 0.100% 11:51D 34.0°C #xx TEST PASSED ***
Ambient Air Blank 0.000% 11:52D
Control 2 EC 0.097% 11:52D 34.0°C #%k TEST PASSED *#%
Control 2 IR 0.099% 11:52D 34.0°C #4% TEST PASSED ***
Ambient Air Blank 0.000% 11:53D
Control 3 EC 0.099% 11:54D 34.0°C ##k TEST PASSED #*%¥*
Control 3 IR 0.099% 11:54D 34.0°C #+k TEST PASSED ***
Ambient Air Blank 0.000% 11:54D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BEN First Name: JOSEPH MI: M
Badge No.: 543

Signature: pf-l /,{;;/,,,‘,’A QM/\ S43 Date: 04/15/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00953 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date: 05/19/2011 Lin. No.: 00012
Solution File No.: 00956 Soln. Date: 05/19/2011 Soln. No.: 00125
Sequential File No.: 00956 File Date:  05/19/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S§3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 0376
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:32D
Control 1 EC . 0.100% 13:33D 34.0°C #4% TEST PASSED #**
Control 1 IR 0.100% 13:33D 34,0°C #kk TEST PASSED #¥%
Ambient Air Blank 0.000% 13:33D
Control 2 EC 0.100% 13:34D 34.0°C w4k TEST PASSED #%#
Control 2 IR 0.100% 13:34D 34.0°C wik TEST PASSED #k%
Ambient Air Blank 0.000% 13:35D
Control 3 EC 0.100% 13:35D 34.0°C *#k TEST PASSED %
Control 3 IR 0.100% 13:35D 34.0°C ##k% TEST PASSED *#%%
Ambient Air Blank 0.000% 13:36D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Teristhmle  fen  ssti 4 oot f1- O3

®

Changed By:

Last Name: DENNIS (1267 First Name: MARC MI: W.
i Badge No.: 5925
=g [ - ¢ - T =
el X Lo, FFLS Date: 05/19/2011
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Signature:




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00953 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date:  05/19/2011 Lin. No.: 00012
Solution File No.: 00965 Soln. Date: 06/10/2011 Soln. No.: 00126
Sequential File No.: 00965 File Date:  06/10/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot: 09L072 Bottle No.: 0273
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:27D
Control 1 EC 0.101% 15:28D 34.0°C w4k TEST PASSED #k
Control 1 IR 0.100% 15:28D 34.0°C #4% TEST PASSED %
Ambient Air Blank 0.000% 15:29D
Control 2 EC 0.100% 15:29D 34.0°C #4k TEST PASSED #
Control 2 IR 0.100% 15:29D 34.0°C #4% TEST PASSED ¥
Ambient Air Blank 0.000% 15:30D
Control 3 EC 0.100% 15:30D 34.0°C Fdok TEST PASSED %
Control 3 IR 0.100% 15:30D 34.0°C ##k TEST PASSED ##%
Ambient Air Blank 0.000% 15:31D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI First Name: JOSEPH MI: M
n ¥ N’V ~iip Badge No.: 543
Signatwre: VA frminn fy SEHAN 5713 Date: 06/10/2011
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIIL-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00953 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date:  05/19/2011 Lin. No.: 00012
Solution File No.: 00974 Soln. Date: 07/07/2011 Soln. No.: 00127
Sequential File No.: 00974 File Date:  07/07/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot: 091072 Bottle No.: 0274
Function Result Time Temperature Comment(s)
ZBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:33D
Control 1 EC 0.100% 09:34D 34.0°C *#x TEST PASSED #¥*
Control 1 IR 0.099% 09:34D 34.0°C *kx TEST PASSED ##%
Ambient Air Blank 0.000% 09:35D
Control 2 EC 0.099% 09:35D 34.0°C F+*% TEST PASSED ##%*
Control 2 IR 0.100% 09:35D 34.0°C #k% TEST PASSED *##
Ambient Air Blank 0.000% 09:36D
Control 3 EC 0.099% 09:36D 34.0°C *#k% TEST PASSED #%%
Control 3 IR 0.100% 09:36D 34.0°C #*k% TEST PASSED ##%
Ambient Air Blank 0.000% 09:37D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI First Name: JOSEPH MI: M
N,/ I D - pud Badge No.: 543

Signature: Y+ JQ%J% /e 5"173 Date: 07/07/2011
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00953 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date:  05/19/2011 Lin. No.: 00012
Solution File No.: 00979 Soln. Date: 08/02/2011 Soln. No.: 00128
Sequential File No.: 00979 File Date:  08/02/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/31/2011
Solution Control Lot:  09L072 Bottle No.: 0275
Function Result Time Temperature Comment(s)
JoBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:35D
Control 1 EC 0.099% 14:35D 34.0°C #ak TEST PASSED ik
Control 1 IR 0.099% 14:35D 34.0°C sk TEST PASSED etk
Ambient Air Blank 0.000% 14:36D
Control 2 EC 0.099% 14:36D 34.0°C ##k TEST PASSED
Control 2 IR 0.099% 14:36D 34.0°C ¥k TEST PASSED etk
Ambient Air Blank 0.000% 14:37D
Control 3 EC 0.099% 14:38D 34.0°C #ki TEST PASSED ¥
Control 3 IR 0.100% 14:38D 34.0°C sk TEST PASSED %
Ambient Air Blank 0.000% 14:38D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI - First Name: JOSEPH MI: M
/ {-;""‘ s b & Badge No.: 543

Signature: 4. | ifﬁ"—*ﬁ Y/ SL A 2443 Date: 08/02/2011
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00953 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date:  05/19/2011 Lin. No.: 00012
Solution File No.: 00984 Soln. Date: 08/19/2011 Soln. No.: 00129
Sequential File No.: 00984 File Date:  08/19/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 0377
Function Result Time Temperature Comment(s)
ZBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:03D
Control 1 EC 0.100% 11:04D 34.0°C fok TEST PASSED %%
Control 1 IR 0.101% 11:04D 34.0°C ##F TEST PASSED i
Ambient Air Blank 0.000% 11:04D
Control 2 EC 0.100% 11:05D 34.0°C #% TEST PASSED #%*
Control 2 IR 0.099% 11:05D 34.0°C dxk TEST PASSED ek
Ambient Air Blank 0.000% 11:05D
Control 3 EC 0.100% 11:06D 34.0°C #d4 TEST PASSED #¥
Control 3 IR 0.101% 11:06D 34.0°C sk TEST PASSED %
Ambient Air Blank 0.000% 11:06D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI First Name: JOSEPH MI: M
SIS A e B Badge No.: 543

Signature: _i- - =TI /8 ‘7{{/”” fm f)’i"‘j’" 3 Date: 08/19/2011
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00953 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date:  05/19/2011 Lin. No.: 00012
Solution File No.: 00997 Soln. Date: 09/14/2011 Soln. No.: 00130
Sequential File No.: 00997 File Date:  09/14/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires: 12/16/2012
Solution Control Lot:  10L084 Bottle No.: 0378
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:39D
Control 1 EC 0.100% 17:39D 34.0°C 454 TEST PASSED
Control 1 IR 0.101% 17:39D 34.0°C ##% TEST PASSED *%*
Ambient Air Blank 0.000% 17:40D
Control 2 EC 0.099% 17:40D 34.0°C ##% TEST PASSED ##¥
Control 2 IR 0.100% 17:40D 34.0°C %% TEST PASSED *%%*
Ambient Air Blank 0.000% 17:41D
Control 3 EC 0.100% 17:41D 34.0°C ##% TEST PASSED *#%
Control 3 IR 0.100% 17:41D 34.0°C ##k TEST PASSED *#%
Ambient Air Blank 0.000% 17:42D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI First Name: JOSEPH MI: M
A Vi . Badge No.: 543

Signature: V4| /R0y Fmy (G - Date: 09/14/2011
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00953 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date:  05/19/2011 Lin. No.: 00012
Solution File No.: 01015 Soln. Date: 10/06/2011 Soln. No.: 00131
Sequential File No.: 01015 File Date:  10/06/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot:  10L.084 Bottle No.: 0379
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:04D
Control 1 EC 0.100% 16:05D 34.0°C F4% TEST PASSED 3%
Control 1 IR 0.100% 16:05D 34.0°C #kk TEST PASSED
Ambient Air Blank 0.000% 16:05D
Control 2 EC 0.100% 16:06D 34.0°C sk TEST PASSED ok
Control 2 IR 0.101% 16:06D 34.0°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 16:06D
Control 3 EC 0.100% 16:07D 34.0°C ##% TEST PASSED #¥%
Control 3 IR 0.100% 16:07D 34.0°C #kk TEST PASSED #si
Ambient Air Blank 0.000% 16:08D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BENI First Name: JOSEPH MI: M
. P / a0, i Badge No.: 543
Signature: ,l‘} + [ ¢ ol A2 af/ 4 Date: = 10/06/2011
: Ly
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 00933 Calib. Date: 05/19/2011 Calib. No.: 00018
Certification File No.: 00954 Cert. Date: 05/19/2011 Cert. No.: 00012
Linearity File No.: 00955 Lin. Date:  05/19/2011 Lin. No.: 00012
Solution File No.: 01034 Soln. Date: 10/28/2011 Soln. No.: 00132
Sequential File No.: 01034 File Date:  10/28/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUF S3-0064
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot:  10L084 Bottle No.: 0380
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:35D
Control 1 EC - 0.100% 20:36D 34.0°C #*k% TEST PASSED *¥%*
Control 1 IR 0.100% 20:36D 34.0°C #kk TEST PASSED ¥k
Ambient Air Blank 0.000% 20:36D
Control 2 EC 0.100% 20:37D 34.0°C ##% TEST PASSED *¥%
Control 2 IR 0.099% 20:37D 34.0°C #kk TEST PASSED %
Ambient Air Blank 0.000% 20:37D
Control 3 EC 0.100% 20:38D 34.0°C #3% TEST PASSED %%
Control 3 IR 0.099% 20:38D 34.0°C #kk TEST PASSED *#%
Ambient Air Blank 0.000% 20:39D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI’ First Name: JOSEPH MI: M
A / o . Badge No.: 543

Signature: %’:_»---f; £ Ay S g/éff (%) Date: 10/28/2011
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Calibrating Unit
New Standard Solution Report

Serial No.: ARTL-0005

Equipment Alcotest 7110 MKIII-C

Location: PLAINSBORO TOWNSHIP PD

Calibration File No.: 01042 Calib. Date: 11/16/2011 Calib. No.: 00019
Certification File No.: 01043 Cert. Date: 11/16/2011 ert, No.: 00013
Linearity File No.: 01044 Lin, Date: 11/16/2011 Lin. No.: 00013

Solution File No.: 01045 Soln. Date: 11/16/2011 Soln. No.: 00133
Sequential File No.: 01045 _ File Date:  11/16/2011

Calibrating Unit: WET Model No.: CU-34 Serjal No.: DDUF S3-0065

Expires:  12/16/2012

Control Solution %: 0.100%
Bottle No.: 0381

Solution Control Lot:  10L.084

Function Result Time Temperature Comment(s)
%BAC HE:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:558
Control 1 EC 0.101% 11:568 34.0°C #k% TEST PASSED e
Control 1 IR ' : 0.100% 11:56S8 34.0°C $3ck TEST PASSED *#%
Ambient Air Blank 0.000% 11:568 )
Control 2 EC ' 0.101% 11:57S 34.0°C - *4k TEST PASSED ##*
Control 2 IR 0.099% 11:57S 34.0°C *dk TEST PASSED *#%
Ambient Air Blank 0.000% 11:578 )
Control 3 EC : 0.101% 11:588 +34.0%C sk TEST PASSED 4%
Control 3 IR o 0.101% 11:58S 34.0°C sk TEST PASSED ##
Ambient Air Blank 0.000% . 11:59S '

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Iz m/ﬁ;@:\’fwéf pﬂdﬁ’ GHLAL NumntteR ! DDUT 27 /f#f’ m

Changed By:
Last Name GIBSON 1rst Name: MICHAEL MI: P.

Badge No.: 635
Signature: 7/{ ’7’%@,@//&// ﬂ’q,‘/ég@ : sz; ’ 1;/136;’2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0905
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01042 Calib. Date: 11/16/2011 Calib. No.: 00019
Certification File No.: 01043 Cert. Date: 11/16/2011 Cert. No.. 00013
Linearity File No.: 01044 Lin. Date:  11/16/2011 Lin. No.: (U013
Solution File No.: 01057 Soln. Date: 12/04/2011 Soln. No.: 00134
Sequential File No.: 01057 File Date:  12/04/2011
Calibrating Unit: WET Model No.: CU-34 Sericl No.- DDU " S3 0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 101084 Bottle No.: 03382
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:195
Control 1 EC 0.100% 20:208 34.0°C #4% TEST PASSED *%%
Control 1 IR 0.099% 20:208 34.0°C *x% TEST PASSED %%
Ambient Air Blank 0.000% 20:218
Control 2 EC 0.100% 20:218 34.0°C #4k TEST PASSED %
Control 2 IR 0.100% 20:218 34.0°C *%% TEST PASSED %
Ambient Air Blank 0.000% 20:228
Control 3 EC 0.100% 20:228 34.0°C %% TEST PASSED #3¥%
Control 3 IR 0.100% 20:228 34.0°C k% TEST PASSED %
Ambient Air Blank 0.000% 20:23S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DELL BEN} First Name: JOSEPH MI: M
- / 7 . . Badge No.: 543
Signature: "LE- ST g Al Kff/’ - D) Date: 12/04/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARTL-0005
Location: PLAINSBORO TOWNSHIP PD
Calibration File No.: 01042 Calib. Date: 11/16/2011 Calib. No.: 00019
Certification File No.: 01043 Cert. Date: 11/16/2011 Cert. No.: 00013
Linearity File No.: 01044 Lin. Date: 11/16/2011 Lin. No.: 00013
Solution File No.: 01067 Soln. Date: 12/28/2011 Soln. No.: 00135
Sequential File No.: 01067 File Date:  12/28/2011
Calibrating Unit: WET Model No.. CU-34 Serial No.: DDUF S3-0065
Control Solution %:  0.100% Expires:  12/16/2012
Solution Control Lot: 10L084 Bottle No.: 0383
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C)" or Error(s)

Ambient Air Blank 0.000% 03:46S
Control 1 EC 0.101% 03:46S 34.0°C *#k TEST PASSED #%#
Control 1 IR 0.100% 03:468 34.0°C #kk TEST PASSED e
Ambient Air Blank 0.000% 03:478
Control 2 EC 0.099% 03:488 34.0°C ##+ TEST PASSED ##*
Control 2 IR 0.099% 03:488 34.0°C #%kFk TEST PASSED *##
Ambient Air Blank 0.000% 03:48S

- Control 3 EC 0.099% 03:498 34.0°C *¥*% TEST PASSED #kk
Control 3 IR 0.099% 03:498 34.0°C F#% TEST PASSED ##%
Ambient Air Blank 0.000% 03:498

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DELL BENI / First Name: JOSEPH MI: M
0o i 7 4, _— Badge No.: 543

Signature: ﬂ‘f /12N f— 4/L//7 LS4 Date: 12/28/2011
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